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CETIFICATION
SDG No: FA36755 Laboratory: Accutest, Florida
Site: BMS, Building 5 Area, PR Matrix: Groundwater
Humacao, PR
SUMMARY:  Groundwater samples (Table 1} were collected on the BMSMC facility — Building 5 Area.

The BMSMC facility is located in Humacao, PR. Samples were taken September 6-8, 2016
and were analyzed in Accutest Laboratory of Orlando, Florida that reported the data
under SDG No.: FA36755. Results were validated using the [atest validation guidelines
(July, 2015) of the EPA Hazardous Waste Support Section. The analyses performed are
shown in Table 1. Individual data review worksheets are enclosed for each target analyte
group. The data sample organic data samples summary form shows for analytes results
that were qualified.

In summary the results are valid and can be used for decision taking purposes.

Table 1. Samples analyzed and analysis performed

Reviewer Name:

Signature:

Date:

SAMPLE ID SAMPLE DESCRIPTION MATRIX ANALYSIS PERFORMED
FA36755-1 5-30 Groundwater VOCs TCL List
FA36755-2 5-34 Groundwater VOCs TCL List
FA36755-3 5-33 Groundwater VOCs TCL List
FA36755-4 5-37 Groundwater VOCs TCL List
FA36755-5 S-36 Groundwater VOCs TCL List
FA36755-6 S-40D Groundwater VOCs TCL List
FA36755-7 5405 Groundwater VOCs TCL List
FA36755-8 TBOY0816 AQ - Trip Blank VOCs TCL List

Rafael Infante

Chemist License 1888

(it

October 1, 2016
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Report of Analysis Page 1 of 2

Client Sample ID: S-30

Lab SampleID:  FA36755-1 Date Sampled: 09/06/16
Matrix: AQ - Ground Water Date Received: (09/09/16
|Method: SW846 8260C Percent Solids: n/a
Project: BMSMC, Building 5 Area, Humacao, PR

FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
un #1 J0979338.D 1 09/12/16 DpP n/a nfa V]5423
Run #2
Purge Volume

Run #1 5.0ml

Run #2

VOA TCL List (SOMO02.0)

CASNo. Compound Resuit RL MDL Units Q

67-64-1 Acetone ND 25 10 ug/l

71-43-2 Benzene 0.25 1.0 0.20 ug/l J

100-44-7  Benzyl Chloride ND 2.0 0.44 ug/l

74-97-5 Bromochloromethane ND 1.0 0.42 ug/l

73-27-4 Bromodichloromethane ND 1.0 0.24 ug/l

75-25-2 Bromoform ND 1.0 0.46 ug/l

78-93-3 2-Butanone (MEK) ND 5.0 2.6 ug/l

75-15-0 Carbon Disulfide ND 2.0 0.23 ug/l

56-23-5 Carbon Tetrachloride ND 1.0 030 upfl

108-90-7  Chlorabenzene 0.40 1.0 0.20 ug/l J

75-00-3 Chloroethane ND 2.0 0.63 ug/l

67-66-3 Chloroform ND 1.0 0.30  ug/l

110-82-7  Cyclohexane ND 1.0 0.26 ugl

124-48-1  Dibromachloromethane ND 1.0 0.26  ug/l

9§-12-8 1,2-Dibremo-3-chleropropane ND 5.0 .81 ug/l

106-93-4 1,2-Dibromoethane ND 2.0 0.33 ug/l

75-71-8 Dichloredifluoromethane ND 2.0 0.50  ugl

95-50-1 1,2-Dichlorobenzene ND 1.0 0.27  ugf

541-73-1 1,3-Dichlorobenzene ND 1.0 0.24 ug/l

106-46-7 1,4-Dichlorobenzene ND 1.0 0.39 ug/l

75-34-3 1,1-Dichloroethane ND 1.0 0.26 up/l

107-05-2 1,2-Dichloroethane ND 1.0 0.28 ug/l

75-35-4 1,1-Bichlorocthylene ND 1.0 0.22 ugfl

156-59-2  cis-1,2-Dichlorocthylene ND 1.0 0.3t ug/l

156-60-5 trans-1,2-Dichlorocthylene ND 1.0 0.33 ug/l

78-87-5 1,2-Dichlaropropanc ND 1.0 0.34 ugl

10061-01-5 cis-1,3-Dichloropropene ND 1.0 0.28 ug/l

10061-02-6  trans-1,3-Dichlorepropene ND Lo 0.25  ug/l

100-41-4  Ethylbenzene ND 1.0 0.25  ugl

76-13-1 Freon 113 ND 1.0 0.32 ug/l

591-78-6  2-Hexanone ND 10 2.0 ug/l

98-82-8 Isopropylbenzene 0.84 1.0 0.33 ug/l J

ND = Not detected MDL = Method Detection Limit J = Indicates an estimated value

RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound

SGS ACCI!'?E::’

FA3GTES
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Report of Analysis Page 2 of 2

Client Sample ID: S-30
Lab SampleID: FA36755-1 Date Sampled: 09/06/16
Matrix: AQ - Ground Water Date Received: 09/09/16
Method: SW846 8260C Percent Solids: n/a
Praoject: BMSMC, Building 5 Area, Humacao, PR
VOA TCL List (SOM02.0)
CASNo. Compound Result RL MDL Units Q
99-87-6 p-Isopropyltoluene ND 1.0 0.28 ug/l
79-20-9 Methyl Acetate ND 20 5.0 ug/l
74-83-9 Methyl Bromide ND 2.0 0.50 ug/l
74-87-3 Methyl Chloride ND 2.0 050  up/
108-87-2  Methylcyclohexane ND 1.0 023 wgll
75-09-2 Methylene Chloride ND 5.0 2.0 ugfi
108-10-1  4-Methyl-2-pentanone (MIBK) ND 5.0 14 ug/l
1634-04-4  Methyl Tert Buiyl Ether 4.0 14 020 ugh
100-42-5  Styrene ND 1.0 0.24  ug/
75-85-4 Tert-Amyl Alcohol ND 20 6.0 ug/|
79-34-5 1,1,2,2-Tetrachloroethane ND 1.0 0.33 ug/l
127-18-4  Tetrachloroethylence ND 1.0 0.30 ug/l
109-99-3  Tetrahydrofuran ND 5.0 1.4 ug/l
103-88-3  Toluene ND 1.0 0.20  ug
87-61-6 1,2,3-Trichlorobenzene ND 2.0 0.51 ug/l
120-82-1 1,2,4-Trichlorobenzene ND 2.0 0.50 ug/l
71-55-6 1,1,1-Trichloroethane ND 1.0 0.20 ug/l
79.00-5 1,1,2-Trichloroethanc ND 1.0 0.37 ug/l
79-01-6 Trichloroethylene ND 1.0 0.27  ugl
75-69-4 Trichlorofluoromethane ND 2.0 0.50 ug/l
95-63-6 1,2,4-Trimethylbenzene ND 1.0 0.20 ug/l
75-01-4 Vinyl Chleride ND 1.0 031 ugl

m,p-Xylene ND 2.0 0.30 ug/l
95-47-6 o-Xylene ND 1.0 0.26 ug/l
CASNo.  Surrogate Recoveries Run# 1 Run# 2 Limite
1868-53-7  Dibromofluoromethane 99% 83-118%
17060-07-0 1,2-Dichloroethane-D4 95% 79-125%
2037-26-5  Tolucne-D8 102% 85-112% _
460-00-4  4-Broamofluorobenzene 104% 83-118%

ND = Not detected MDL = Method Detection Limit 1 = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound

SGS  sccurest

FA3B755
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Client Sample ID: S§-34
Lab SampleID:  FA36755-2 Date Sampled: 09/07/16
Matrix: AQ - Ground Water Date Received: 09/09/16
Method: SW846 8260C Percent Solide: n/a
Project: BMSMC, Building 5 Area, Hesmacaon, PR

FilsID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 J0979339.D 1 09/12/16  DP n/a n/a V5423
Run #2

Purge Volume
Run #1 5.0ml
Run #2
VOA TCL List (SOM02.0)
CASNo. Campound Resuit RL MDL Units Q
67-64-1 Acetone ND 25 10 ug/l
71-43-2 Benzene ND 1o 020  ugl
100-44-7  Benzyl Chloride ND 2.0 0.44  wgl
74-97-5 Bromachloromethane ND 1.0 0.42 ug/l
75-27-4 Bromodichloromethane ND 1.0 0.24 ugfl
75-25-2 Bromoform ND 1.0 046  ugll
78-93-3 2-Butanone (MEK) ND 5.0 2.6 ug/i
75-15-0 Carbon Disulfide ND 2.0 0.23 g/l
56-23-5 Carbon Tetrachloride ND 1.0 0.30 gl
108-80-7  Chlorobenzene ND 1.0 0.20  ug/l
75-00-3 Chloroethane ND 2.0 0.63 ug/l
67-66-3 Chloroform ND 1.0 0.30 ug/l
110-82-7  Cyclohexane ND 1.0 0.26 g/l
124-48-1 Dibromachloromethane ND 1.0 0.26 ug/l
96-12-8 1,2-Dibromo-3-chloropropane ND 5.0 0.81 vg/l
106-93-4 1,2-Dibromoethane ND 2.0 0.33 ug/l
75-71-8 Dichlorodifluoromethane ND 2.0 0.50 ug/l
95-50-1 1,2-Dichlorobenzene ND 1.0 0.27 ug/l
541-73-1 1,3-Dichlorobenzene ND 1.0 0.24 ug/l
106-46-7 1.4-Dichlarobenzene ND 1.0 0.39 ug/l
75-34-3 1,1-Dichlorocthane ND 1.0 0.26 ug/l
107-06-2  1,2-Dichloroethane ND 1.0 0.28 ug/l
75-35-4 1,1-Dichloroethylene NBb 1.0 0.22 ug/]
156-59-2  cis-1,2-Dichloroethylene ND 1.0 0.31 ug/l
156-60-5  trans-1,2-Dichloroethylene ND 1.0 0.33 ug/1
78-87-5 1,2-Dichloropropane ND 1.0 0.34 ugfl
10061-01-5 cis-1,3-Dichloropropene ND 1.0 0.26 ugA
1006t-02-6 trans-1,3-Dichloroprapene ND 1.0 0.25 ug/l
100-41-4  Ethylbenzene ND 1.0 0.25  ugf
76-13-1 Freon 113 ND 1.0 0.32 ug/l
591-78-6  2-Hexanene ND i0 20 ug/t
98-82-8 Isopropylbenzene ND 1.0 0.33 ug/l
ND = Not detected MDL = Method Detection Limit J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound

9 of 26
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Report of Analysis Page 2 of 2

Client Sample ID:  5-34
Lab Sample ID:  FA36755-2 Date Sampled: 09/07/16
Matrix: AQ - Ground Water Date Received: 09/09/16
Method: SWa46 8260C Percent Solida: nfa
Project: BMSMC, Building 5 Area, Humacao, PR
VOA TCL List (SOMG2.0)
CASNo. Campound Reault RL MDL Units Q
99-87-6 p-lsopropyitoluene ND 10 0.28  ugl
79-20-9 Methyl Acetate ND 20 5.0 ug/l
74-83-9 Methyl Bromide ND 2.0 0.50 ugil
74-87-3 Methyl Chloride ND 2.0 0.50 ug/l
108-87-2  Methylcyclohexane ND 1.0 0.23 gl
75-09-2 Methylene Chloride ND 5.0 2.0 ug/l
108-10-1  4-Methyl-2-pentanone (MIBK) ND 5.0 14 ug/l
1634-04-4  Mcthyl Tert Butyl Ether 413 1.0 020  wpil
100-42-5  Styrene ND 1.0 0.24 ug/l
75-85-4 Tert-Amyl Alcohol ND 20 6.0 ug/l
79-34-5 1,1,2,2-Tetrachloroethane ND 1.0 0.33 ug/l
127-18-4  Tetrachlorcethylene ND 1.0 0.30 g/
109-99-9  Tetrahydrofuran ND 5.0 1.4 ug/l
108-88-3  Toluene ND 1.0 0.20 ug/l
87-61-6 1,2,3-Trichlorobenzenc ND 2.0 0.51 ug/
120-82-1  I,2,4-Trichlorobenzenc ND 2.0 0.50  og/l
71-55-6 1,1,1-Trichloroethane ND 1.0 0.20 ug/l
79-00-5 1,1,2-Trichlaroethane ND 1.0 037  ugl
79-01-6 Trichloroethykene ND 1.0 0.27  ugl
75-69-4 Trichlorofluoromethane ND 2.0 0.50  ug/l
95-63-6 1,2,4-Trimethylbenzene ND 1.0 0.20 ug/l
75-01-4 Vinyl Chloride ND 1.0 0.3t ugl

m,p-Xylene ND 2.0 0.30 ug/l
95-47-6 o-Xylene ND 1.0 0.26 ug/l
CASNo.  Surrogate Recoveries Run# 1 Runif 2 Limits
1868-53-7  Dibromofluoromethane 97% 83-118%
17060-07-0 1,2-Dichloroethane-D4 96% 79-125%
2037-26-5 Toluene-D8 103% 85-112%
460-00-4 4-Bromofluorobenzene 99% 83-118%

1" it Tnfante

5! Méndez
\ LIC #1988

ND = Not detected MDL = Method Detection Limit J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte foend in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound

SGS  scourest

FAJE755
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Report of Analysis Page 1 of 2
Client Sample ID: S-33
Lab SampleID:  FA36755-3 Date Sampled: 09/07/16
Matrix; AQ - Ground Water Date Recetved: 9/09/16
Method: SW8a46 8260C Percent Solids: n/a
Project: BMSMC, Building 5 Arca, Humacao, PR
FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 J0979340.D 1 09/12/16  DP nfa n/a V]5423
un #2
Purge Valume
Run #1 5.0 ml
Run #2
VOA TCL List (SOM02.0)
CASNo. Compound Result RL MDL Unite Q
67-64-1 Acctone ND 25 10 ug/l
71-43-2 Benzene ND 1.0 0.20 ug/l
100-44-7  Benzyl Chloride ND 2.0 0.44 ug/l
74-97-5 Bromachloromethane ND 1.0 0.42 wg/l
75-27-4 Bromaodichloromethane ND 1.0 0.24 ug/l
75-25-2 Bromoform ND 1.0 0.46 g
78-93-3 2-Butanone (MEK) ND 5.0 2.6 ug/l
75-15-0 Carbon Disulfide ND 2.0 0.23  ug/l
56-23-5 Carbon Tetrachloride ND 1.0 0.30 ug/l
108-90-7  Chlorabenzene 0.53 1.0 0.20 ug/l J
75-00-3 Chloroethane ND 2.0 0.63 ug/l
67-66-3 Chloroform ND 1.0 0.30  ug/l
110-82-7  Cyclohexane ND 1.0 0.26  upil
124-48-1 Dibromochloromethane ND 1.0 0.26 ug/l
96-12-8 1,2-Dibrome-3-chloraprapane ND 5.0 0.81 ug/l
106-93-4 1,2-Dibromoethane ND 2.0 0.33 ug/l
75-71-8 Dichloredifluoromethane ND 2.0 050  ugl
95-50-1 1,2-Dichlorobenzene ND 1.0 0.27 ug/l
541-73-1 1,3-Dichlorobenzene ND 1.0 0.24 ug/l
106-46-7 1,4-Dichlorobenzene ND 1.0 0.39 ug/l
75-34-3 1,1-Dichloroethane ND 1.0 0.26 ug/l
107-06-2 1,2-Dichloroethane ND 1.0 0.28 ug/l A
75354 1,1-Dichloroethylene ND 10 022 gl AT LS
156-59-2  cis-1,2-Dichloroethylene ND 1.0 031 ugl é“' %
156-60-5  trans-1,2-Dichloraethylene ~ ND 1.0 033  up/l LY
78-87-5 1,2-Dichloropropane ND 1.0 0.34 ug/l ;;._' :’ E ‘fﬁ : IMI g
10061-01-5 cis-1,3-Dichloropropene ND 1.0 0.26  ug/l ‘3\ LiC # 1868
10061-02-6 trans-1,3-Dichloropropene ND 1.0 0.25 ugl e e
100-41-4  Ethylbenzene ND 1.0 0.25  ugl ")&,0 (S
76-13-1 Freon 113 ND 1.0 032  ugl Lugd
591-78-6 2-Hexanone ND 10 2.0 ug/l
08-82-8 Isopropylbenzene 57.6 1.0 033  ugl

ND = Not detected MDL = Method Detection Limit J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte feund in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound



SGS Accutest LabLink@171281 11:06 22-Sep-2016

Report of Analysis Page 2 of 2

Client SampleID: S-33
Lab SampleID:  FA36755-3 Date Sampled: 09/07/16
Matrix: AQ - Ground Water Date Received: 09/09/16
Method: SW846 8260C Percent Salids: n/a
Project: BMSMC, Building 5 Area, Humacao, PR
VOA TCL List (SOMO02.06)
CASNo. Compound Result RL MDL Units Q
99-87-6 p-1sopropyltoluene ND 1.0 0.28 ug/l
79-20-9 Methyl Acelate ND 20 5.0 ug/l
74-83-9 Methyl Bromide ND 2.0 0.50  ug/
74-87-3 Methyl Chloride ND 2.0 0.50 ugfl
108-87-2  Methylcyclohexane ND 1.0 0.23 ug/l
75-09-2 Methylene Chlaride ND 5.0 2.0 ug/l
108-10-1 4-Methyl-2-pentanone (MIBK) ND 5.0 1.4 ug/l
1634-04-4  Methyl Tert Butyl Ether 5.7 1.0 0.20  ugl
100-42-5 Styrene ND 1.0 0.24 ug/l
75-85-4 Tert-Amyl Alcehol ND 20 6.0 ug/l
79-34-5 1,1,2,2-Tetrachloroethane ND 1.0 0.33 ug/l
127-18-4  Tetrachloroethylene ND 1.0 030  uwg/l
109-99-9  Tetrahydrofuran ND 5.0 1.4 ug/l
108-88-3  Toluene ND 1.0 0.20 ug/l
87-61-6 1,2,3-Trichlorobenzene ND 2.0 0.51 ugfl
120-82-1 1,2,4-Trichlorobenzene ND 2.0 0.50 ug/l
71-55-6 1,1,1-Trichloroethane ND 1.0 0.20 ug/l
79-00-5 1,1,2-Trichloroethane ND 1.4 0.37 gl
79-01-6 Trichloroethylene ND 14 0.27  ug/
75-69-4 Trichlorofluoromethane ND 2.0 050  ugi
95-63-6 1,2 4-Trimethylbenzene ND 1.0 0.20 ug/l
75-01-4 Vinyl Chloride ND 1.0 0.31 ug/l

m,p-Xylene ND 2.0 0.30 ug/l
95-47-6 o-Xylene ND 1.0 0.26  wgl
CASNo.  Surrogate Recoveries Runi# 1 Run# 2 Limits
1868-53-7 Dibromofleeromethane 101% 83-118%
170860-07-0 1,2-Dichlorecthanc-D4 96% 79-125%
2037-26-5 Toluene-D8 104% 85-112%
460-00-4 4-Bromofluorobenzene 100% 83-118%

ND = Not detected MDL = Method Detection Limit J = Indicates an estimated value
RL. = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicaies value exceeds calibration range N = Indicates presumptive evidence of a compound

SGS  scouest

FAJGTSS
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Report of Analysis Page 1of 2

Client Sample ID: S-37
Lab SampleID:  FA36755-4 Date Sampled: 09/07/16
Matrix: AQ - Ground Water Date Received: 09/09/16
Method: SWa46 8260C Percent Solids: n/a
Project: BMSMC, Building 5 Area, Humacao, PR

FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 J0979341.D 1 09/12/16  DP n/a n/a V]5423
Run #2

Purge Velume
Run #1 5.0ml
Run #2
VOA TCL List {(SOMO02.0)
CASNo. Campound Regult RL MDL Unite Q
67-64-1 Acetone ND 25 10 ug/l
71-43-2 Benzene ND 1.0 0.20 ug/l
100-44-7  Benzyl Chloride ND 2.0 0.44 ug/l
74-97-5 Bromochloromethane ND 1.0 0.42 ug/l
75-27-4 Bromaodichloromethane ND 1.0 0.24  ugl
75-25-2 Bromoform ND 1.0 0.46  ugl
78-93-3 2-Butanone (MEK) ND 5.0 2.6 ug/l
75-15-0 Carbon Disulfide ND 2.0 0.23  ug/l
56-23-5 Carbon Tetrachloride ND 1.0 0.30  ugll
108-90-7  Chlorobenzene ND 1.0 0.20 ug/l
75-00-3 Chlorcethane ND 2.0 0.63 ugl
67-66-3 Chloroform ND 1.0 0.30  ugll
110-82-7  Cyclohexane ND 1.0 0.26 ug/l
124-48-1 Dibromochtaromethane ND 1.0 0.26 ug/l
96-12-8 1,2-Dibromo-3-chleropropane ND 5.0 0.81 ug/l
106-93-4 1,2-Dibromocthane ND 2.0 0.33 ug/l
75-7T1-8 Dichloredifluoromethane ND 2.0 0.50 ug/
95-50-1 1,2-Dichlorobenzene ND 1.0 0.27 ug/l
541-73-1 1,3-Dichlorobenzene ND 1.0 0.24  ugfl
106-46-7 1,4-Dichlorobenzene ND 1.0 0.39 ug/l
75-34-3 1,1-Dichloroethane ND 1.0 6.26 ug/l
107-06-2 1,2-Dichloroethane ND 1.0 0.28 ug/|
75-35-4 1,1-Dichloroethylene ND 1.0 6.22 ugl
156-59-2  cis-1,2-Dichleroethylene ND 1.0 0.31 ug/l
156-60-5  trans-1,2-Dichloroethylene ND 1.0 0.33 ugl
78-87-5 1,2-Dichloropropane ND 1.0 0.34 ug/l
10061-01-5 cis-1,3-Dichloropropene ND 1.0 0.26  ugl
10061-02-6 trans-1,3-Dichloropropenc ND 1.0 0.25 ug/l
100-41-4  Ethylbenzene ND 1.0 0.25 ug/l
76-13-1 Freon 113 ND 1.0 032 ugl
591-78-6  2-Hexanone ND 10 2.0 ug/l
08-82-8 Isopropylbenzene ND i.0 0.33 ug/l
ND = Not detected MDL = Mcthod Detection Limit J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in assocjated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Client Sample ID: 5-37
Lab SampleID:  FA36755-4 Date Sampled: 09/07/16
Matrix: AQ - Ground Water Date Received: 09/09/16
Method: SW846 8260C Percent Solids: n/a
Project: BMSMC, Building 5 Area, Humacao, PR
VOA TCL List (SOM02.0)
CASNo. Compound Result RL MDL Units Q
99-87-6 p-Isapropyltoluene ND 1.0 0.28 g/
79-20-9 Methyl Acetate ND 20 5.0 ug/l
74-83-9 Methyl Bromide ND 2.0 0.50 ugl
74-87-3 Methyl Chloride ND 2.0 0.50  ugfl
108-87-2 Meihylcyclohexane ND 1.4 0.23 ug/l
75-09-2 Methylene Chloride ND 5.0 2.0 ug/l
108-10-1  4-Methyl-2-pentanone (MIBK) ND 5.0 1.4 ug/l
1634-04-4  Methyl Tert Butyl Ether 0.61 1.0 0.20 ugl ]
100-42-5  Styrene ND 1.0 0.24  ugl
75-85-4 Tert-Amyl Alcohel ND 20 6.0 vg/l
79-34-5 1.1,2,2-Tetrachloroethane ND 1.0 0.33 ug/l
127-18-4  Tetrachloreethylene ND 1.4 030 ug/
109-99-9  Tetrahydrofuran ND 5.0 1.4 ug/l
108-88-3  Toluene ND 1.0 0.20  ug/l
87-61-6 1,2,3-Trichlorebenzene ND 2.0 0.51 ug/l
120-82-1 1,2,4-Trichlorebenzene ND 2.0 0.50 g/l
71-55-6 1,1,1-Trichloroethane ND 1.0 0.20 ug/l
79-00-5 1,1,2-Trichlorocthane ND 1.0 0.37 ug/l
79-01-6 Trichloroethylene ND 1.0 0.27 ug/l
75-69-4 Trichlorofluoromethane ND 20 0.50 g/l
95-63-6 1,2,4-Trimethylbenzenc ND 1.4 0.20  ugll
75-01-4 Vinyl Chloride ND 1.0 0.31 vg/l

m,p-Xylene ND 2.0 0.30 ug/l
95-47-6 p-Xylene ND 1.0 0.26 ug/l
CASNo.  Surrogate Recoverics Run# 1 Run#2  Limits
1868-53-7  Dibromofluoromethane 99% 83-118%
17060-07-0 1,2-Dichloroethane-D4 95% 79-125%
2037-26-5  Toluene-D8 106% 85-112%
460-00-4 4-Bromofluorobenzene 100% 83-118%

-1" I IIM'IM
B Méndez

';'\' P1C #1888

ND = Noi detected MDL = Method Detection Limit J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Client Sample ID: S-36
Lab SampleID:  FA36755-5 Date Sampled: 09/07/16
Matrix: AQ - Ground Water Date Received: 09/09/16
Method: SW846 8260C Percent 8olids: n/a
Project: BMSMC, Building 5 Area, Humacao, PR

File ID DF Analyzed By Prep Datz Prep Batch  Analytical Batch
Run #1 Ja979342.D 1 09/12/16 DP n/a n/a V]5423
Run #2

Purge Volume
Run #1 5.0ml
Run #2
VOA TCL List (SOM02.0)
CASNo. Campound Result RL MDL Units Q
67-64-1 Acetone ND 25 10 ug/l
71-43-2 Benzene ND 1.0 0.20  ug/l
100-44-7  Benzyl Chloride ND 2.0 0.44  wg/l
74-97-5 Bromochloromethane ND 1.0 0.42 ug/l
75-27-4 Bromodichloromethane ND 1.0 0.24 ug/l
75-25-2 Bromafarm ND 1.0 0.46 ug/l
78-93-3 2-Butanone (MEK) ND 5.0 2.6 ug/l
75-15-0 Carbon Disulfide ND 2.0 0.23 g/l
56-23-5 Carban Tetrachloride ND 1.0 0.30  ug/
108-90-7  Chlorabenzene ND 1.0 0.20 ug/l
75-00-3 Chlorocthane ND 2.0 0.63  ugl
67-66-3 Chloroform ND 1.0 0.30  ugd
110-82-7  Cyclohexane ND 1.0 0.26 ug/l
124-48-1 Dibromochloromethane ND 1.0 0.26 ug/l
96-12-8 1,2-Dibromo-3-chloropropane ND 5.0 0.81 ug/l
106-93-4 1,2-Dibromoethane ND 2.0 0.33 ugfl
75-71-8 Dichlorodifluoromethane ND 2.0 0.50 ug/l
95-50-1 1,2-Dichlorobenzene ND 1.0 0.27 gl
541-73-1 1,3-Dichlorobenzene ND 1.0 0.24 ugfl
106-46-7  1.4-Dichlorobenzene ND 1.0 0.39 ug/l
75-34-3 1,1-Dichloroethane ND i.0 0.26 ug/l
107-06-2  1,2-Dichlorgethane ND 1.0 0.28  ugll
75-35-4 1,1-Dichlarocthylene ND 1.0 0.22 ugl
156-59-2  cis-1,2-Dichloracthylene ND 1.0 0.31 ug/]
156-60-5  trans-1,2-Dichloroethylene ND 1.0 0.33 ug/l
78-87-3 1,2-Dichloropropane ND 1.0 034 ugl
10061-01-5 cis-1,3-Dichloropropene ND 1.0 0.26 ug/l
10061-02-6 trans-1,3-Dichlaropropene ND 1.0 0.25 ug/l
100-41-4  Ethylbenzene ND 1.0 0.25  ugl
76-13-1 Freon 113 ND 1.0 0.32 ugh
591-78-6  2-Hexanone ND 10 2.0 ug/l
98-82-8 Isopropylbenzene 2.6 1.0 0.33 ug/l
ND = Not detected MDL = Method Detection Limit J = Indicates an estimated value
RI. = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound

150f 26
SGS ACCU’?EST

FA3IBTSS



SGS Accutest LabLink@171281 11:06 22-Sep-2016

Report of Analysis Page 2 of 2

Client SampleID: 5-36
Lab SampleID:  FA36755-5 Date Sampled: 09/07/16
Matrix: AQ - Ground Water Date Received: 09/09/16
Method: SW846 8260C Percent Solids: n/a
Project: BMSMC, Building 5 Area, Humacao, PR
VOA TCL List (SOM02.0)
CASNo. Compound Result RL MDL Units Q
99-87-6 p-Isopropyltoluene ND 1.0 0.28 ug/l
79-20-9 Methyl Acetate ND 20 5.0 ug/l
74-83-9 Meihyl Bromide NB 2.0 0.50  ug/l
74-87-3 Methyl Chloride ND 2.0 850 ugl
108-87-2  Methylcyclohexane ND 14 0.23 ugl
75-09-2 Methylene Chloride Nb 5.0 2.0 ug/l
108-10-1  4-Methyl-2-pentanone (MIBK) ND 540 1.4 ug/l
1634.04-4  Methyl Tert Butyl Ether 0.66 1.0 020 ug/l J
100-42-%  Styrene ND 1.0 0.24  ugl
75-85-4 Tert-Amyl Alcohol ND 20 6.0 ug/l
79-34-5 1,1,2,2-Tetrachloroethane ND 1.0 0.33 ug/l
127-18-4  Tetrachloroethylkene ND 1.0 0.30  ug
109-99-9  Tetrahydrofuran ND 5.0 1.4 ug/l
108-83-3  Toluene ND 1.0 0.20  ugh
87-61-6 1,2,3-Trichlorobenzene ND 2.0 0.51 gl
120-82-1 1,2,4-Trichlorobenzene ND 2.0 0.50 up/l
71-55-6 t,1,1-Trichlorocthane ND 1.0 0.20 ug/l
79-00-5 1,1,2-Trichloroethane ND 1.0 037  ugl
79-01-6 Trichloraethylene ND 1.0 0.27  ugl
75-69-4 Trichlorofluoromethane ND 2.0 050  ugl
95-63-6 1,2,4-Trimethylbenzene ND 1.0 0.20 g/
75-01-4 Vinyl Chloride ND 1.0 0.31 ug/l

m,p-Xylene ND 2.0 0.30 ug/l
85-47-6 o-Xylene ND 1.0 0.26 ug/l
CASNo.  Surrogate Recoveries Run# 1 Run# 2  Limits
1868-53-7  Dibromofluoromethane 99% 83-118%
17068-07-0 1,2-Dichloroethane-D4 95% 79-125%
2037-26-5 Tolucne-D8 105% B5-112%
460-00-4  4-Bromofluorobenzene 103% 83-118%

ND = Not detected MDL = Method Detection Limit J = Indicates an estimaied value
RL = Reporting Limit B = Indicates analyte found in associated method hlank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound

SGS  accuresr

FA6755



SGS Accutest LabLink@171281 11:06 22-Sep-2016

Report of Analysis Page 10f 2

Client Sample ID: S-40D
Lab SampleID:  FA36755-6 Date Sampled: 09/08/16
Matrix: AQ - Ground Water Date Received: 09/09/16
Method: SW846 8260C Percent Solids: n/a
Project: BMSMC, Building 5 Area, Humacao, PR

FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 J0979343.D 1 09/12/16 DP n/a n‘a V]5423
IRl" #2

Purge Volume
[Run #1 5.0ml
Run #2
VOA TCL List (SOMO02.0)
CASNe. Compound Result RL MDL Uhnits Q
67-64-1 Acetone ND 25 10 ug/l
71-43-2 Benzene ND 1.0 0.20 ug/l
100-44-7  Benzyl Chloride ND 2.0 0.44 ug/l
74-97-5 Bromochloromethane ND 1.0 0.42 ug/l
75-27-4 Bromadichloromethane ND 1.0 0.24 ug/l
75-25-2 Bromoform ND 1.0 0.46 ug/l
78-93-3 2-Butanane (MEK) ND 5.0 2.6 ug/l
75-15-0 Carbon Disulfide ND 2.0 0.23  ugll
56-23-5 Carbon Teirachloride ND 1.0 0.30  ugil
108-90-7  Chlorobenzenc ND 1.0 0.20 ugfl
75-00-3 Chloraethane ND 2.0 0.63 ug/
67-66-3 Chloroform ND 1.0 0.30 ug/l
110-82.7  Cyclohexane ND 1.0 026 ugl
124-48-1  Dibromochloromethane ND 1.0 0.26  ugl
96-12-8 1,2-Dikrome-3-chloropropane ND 5.0 0.81 ug/l
106-93-4  1,2-Dibromeethane ND 2.0 933 ugl
75-7T1-8 Dichloradifluoromethane ND 2.0 050 ugl
95.50-1 1,2-Dichlarobenzene ND 1.0 027  ugl
541-73-1 1,3-Dichierobenzene ND 1.0 0.24 ug/l
106-46-7  1.4-Dichlorobenzene ND 1.0 0.39  ugl
75-34-3 1,1-Dichloroethane ND 1.0 0.26  ug/l
107-06-2 1,2-Dichloroethane ND 1.0 0.28 ug/l
75-35-4 1,1-Dichlarpethylene ND 1.0 0.22 gl
156-59-2 cis-1,2-Dichloraethylene ND 1.0 0.31 ug/l
156-60-5 trans-1,2-Dichloroethylene ND 1.0 0.33 ug/l
78-87-3 1,2-Dichlorapropane ND 1.0 034 ugd
10061-01-5 cis-1,3-Dichloroprapene ND 1.0 0.26  ugl
10061-02-6 trans-1,3-Dichleropropene ND 1.0 0.25 ug/l
108-41-4  Ethylbenzene ND 1.0 0.25 ug/l
76-13-1 Freon 113 ND 1.0 0.32 ug/l
591-78-6  2-Hexanone ND 10 2.0 ug/l
98-82-8 Isopropylbenzene ND 1.0 0.33 ug/l
ND = Not detected MDL = Method Detection Limit ] = Indicates an estimated value
RL = Reporting Limit B = Indicates analyie found in assoclated method blank
E = Indicates value exceeds calibration range N = indicates presumptive evidence of a compound
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SGS Accutest LabLink@171281 11:06 22-Sep-2016

Report of Analysis Page 2 of 2

Client Sample ID: S-40D
Lab Sample ID: FA36755-6 Date Sampled: 09/08/16
Matrix: AQ - Ground Water Date Received: 09/09/16
Method: SW846 8260C Pescent Solids: n/a
Project: BMSMC, Building 5 Area, Humacao, PR
VOA TCL List (SOM02.0)
CASNe. Compound Result RL MDL Unitz Q
99.87-6 p-Isopropyltolucne ND 1.0 0.28  wgl
79-20-9 Methyl Acetale ND 20 5.0 ug/l
74-83-9 Methyl Bromide ND 2.0 0.50  ug/l
74-87-3 Methyl Chloride ND 2.0 0.50  ug/l
108-87-2  Methylcyclohexane ND 1.0 0.23  ugl
75-09-2 Methylene Chloride ND 5.0 2.0 up/l
108-10-1 4-Methyl-2-pentanone (MIBK) ND 50 1.4 ug/l
1634-04-4  Methy!l Tert Butyl Ether ND 1.0 0.20 ugl
100-42-5  Styrene ND 1.0 0.24 ug/l
75-85-4 Tert-Amy! Alcohol ND 20 6.0 ug/
79-34-5 1,1,2,2-Tetrachloroethane ND 1.0 0.33 ugft
127-18-4  Tetrachlorcethylene ND 1.0 0.30 gl
109-99-9  Tetrahydrofuran ND 5.0 1.4 ug/l
108-88-3  Taluene ND 1.0 0.20 ug/l
87-61-6 1,2,3-Trichlorabenzene ND 2.0 0.51 ug/l
120-82-1 1,2,4-Trichlorobenzene ND 2.0 0.50 ug/l
71-55-8 1.1,1-Trichloroethane ND 1.0 0.20 ugf
78-00-5 1,1,2-Trichloroethane ND 1.0 0.37 ug/l
79-01-6 Trichloroethylene ND 1.0 0.27 ug/l
75-69-4 Trichlorefluaromethane ND 2.0 0.50  ugl
95-63-6 1,2,4-Trimethylhenzene ND 1.0 820 gl
75-01-4 Vinyl Chloride ND 1.0 0.31 ug/l

m,p-Xylene ND 2.0 030  ugl
95-47-6 o-Xylene ND 1.0 0.26  ugl
CASNo.  Surrogate Recaveries Run# 1 Run# 2  Limits
1868-53-7  Dibromefluoromethane 98% 83-118%
17060-07-0 1,2-Dichlorocthane-D4 94% 79-125%
2037-26-5 Toluene-D8 106% 85-112%
460-00-4  4-Bromofluorobenzene 100% 83-118%

ND = Noi detected MDL = Method Detection Limit J = Indicates an estimated value
RL = Reporting Limit B = Indicates anafyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound

SGS  ceurest

FA36755



SGS Accutest LabLink@171281 11:06 22-Sep-2016
Report of Analysis

Page 1 of 2

Client Sample ID: 5-40S

[Lab SampleID:  FA36755-7 Date Sampled: 09/08/16
Matrix: AQ - Ground Water Date Received: 09/09/16
Method: SW3846 8260C Percent Rolide: n/a
Project: BMSMC, Building 5 Area, Humacao, PR
FileID DF Analyzed By Prep Date Prep Batch  Anealytical Batch
Run #1 J0979344.D 1 09/12/16  DP nfa nfa V]5423
Run #2
Purge Volume
Run #1 5.0ml
Run #2
VOA TCL List (SOM02.0)
CASNo. Compound Result RL MDL Unite Q
67-64-1 Acetone ND 25 10 ug/l
71-43.2 Benzene ND Lo 0.20  wg/l
100-44-7  Benzyl Chloride ND 2.0 0.44  ugi
74-97-5 Bromachloromethane ND 1.0 042  ugil
75-27-4 Bromodichloromethane ND J X .24 ug/l
75-25-2 Bromoform ND 1.0 0.46 ug/l
78-93-3 2-Butanone (MEK) ND 5.0 2.6 ug/l
75-15-0 Carbon Disulfide ND 2.0 0.23 ug/l
56-23-5 Carbon Tetrachloride ND 1.0 0.30  ug/
108-90-7  Chlorobenzene ND 1.0 020 g/l
75-00-3 Chloroethane ND 20 0.63 ug/]
67-66-3 Chlaroform ND 1.0 0.30 ug/l
110-82-7  Cyclohexane ND 1.0 0.26 up/l
124-48-1 Dibromachloramethane ND 1.0 0.26 ug/l
96-12-8 1,2-Dibreamo-3-chloropropane ND 5.0 0.81 ug/l
106-93-4 1,2-Dibromoethane ND 2.0 0.33 ug/l
75-71-8 Dichlerodiffuoromethane ND 20 0.50 ugh
95-50-1 1,2-Dichlorabenzene ND 1.0 0.27  ughl
541-73-1 1,3-Dichlorobenzene ND 1.0 0.24 ug/l
106-46-7 1,4-Dichlorobenzene ND 1.0 0.39 ug/l
75-34-3 1,1-Dichloroethane ND 1.0 0.26 gl
107-06-2 1,2-Dichloroethane ND 1.0 0.28 ug/|
75-35-4 1,1-Dichloraethylene ND 1.0 0.22  ug/l =
156-59-2  cis-1,2-Dichloroethylene ~ ND 10 031 ugl < AN a2
156-60-5  trans-1,2-Dichlorocthylene  ND 1.0 033  ugll @'
78-87-5 1,2-Dichloropropane ND 1.0 0.34  ugl
10061-01-5 cis-1,3-Dichloropropenc ND 1.0 0.26 ug/l
10061-02-6 trans-1,3-Dichloropropene ND 1.0 0.26 gl
100-41-4  Ethylbenzene ND 1.0 0.25  ugh
76-13-1 Freon 113 ND 1.0 032 ugl
581-78-6  2-Hexanone ND 10 2.0 ug/l
98-82-8 Isopropylbenzene ND 1.0 033 ugl

ND = Not detecied

RL = Reporting Limit
E = Indicates value exceeds calibration range

MDL = Method Detection Limit

J = Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound

SGS
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SGS Accutest LabLink@171281 11:08 22-Scp-2016

Report of Analysis Page 2 of 2

Client Sample ID: 5-40S
Lab Sample ID: FA36755-7 Date Sampled: (9/08/16
Matrix: AQ - Ground Water Date Received:  09/09/16
Method: SW3846 8260C Percent Solids: n/a
Project: BMSMC, Building 5 Area, Humacao, PR
VOA TCL List (SOM02.0)
CASNo. Compound Result RL MDL Units Q
99-87-6 p-Isoprapyltolucne ND 1.0 0.28 g/l
79-20-9 Methyl Acetate ND 20 5.0 ug/l
74-83-9 Methyl Bromide ND 2.0 0.50 up/l
74-87-3 Methyl Chloride ND 2.0 0.50 ug/l
108-87-2  Methylcyclohexane ND 1.0 0.23 ugfl
75-09-2 Methylene Chloride Nb 5.0 2.0 ug/l
108-10-1  4-Methyl-2-pentanone (MIBK) ND 5.0 14 ug/l
1634-04-4  Methyl Tert Butyl Ether 0.24 1.0 0.20 ugh J
100-42-5  Styrene ND 1.0 0.24  ugfl
75-85-4 Tert-Amyl Alcohol ND 20 6.0 ug/l
79-34-5 1,1,2,2-Tetrachlorocthane ND 1.0 0.33  wgl
127-18-4  Tetrachloroethylene ND 1.0 830  ugl
109-99-9  Tetrahydrofuran ND 5.0 1.4 ug/l
108-88-3  Toluene ND 1.9 0.20 ugl
87-61-6 1,2,3-Trichlorabenzene ND 2.0 0.51 ug/l
120-82-1 1,2,4-Trichlorobenzene ND 2.0 0.50 ug/l
71-55-6 1,1,}-Trichloroethane ND 1.0 0.20 ug/l
79-00-5 1,1,2-Trichloroethane ND 1.0 0.37 ug/l
79-01-6 Trichloroethylene ND 1.0 0.27  ugd
75-69-4 Trichloroflueromethane ND 2.0 050  ugA
95-63-6 1,2,4-Trimethylbenzene ND 1.0 020  ug/l
75-01-4 Vinyl Chieride ND 1.0 0.31 ug/l

m,p-Xylene ND 2.0 030  ug/l
95-47-6 o-Xylene ND 1.0 0.26  ugl
CASNo.  Surrogate Recoveries Run# 1 Run# 2 Limits
1868-53-7  Dibromofluoromethane 96% 83-118%
17060-07-0 1,2-Dichloroethane-D4 93% 79-125%
2037-26-5 Toluene-D8 106% 85-112%
460-00-4  4-Bromefluorobenzene 99% 83-118%

ND = Not detected MDL = Methed Detection Limit J = Indicates an estimated value
RL = Reporting Limit B = indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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SGS Accuiest LabLink@171281 11:06 22-Sep-2016

Report of Analysis Page 1 of 2

Client Sample ID;: TB09%0816
Lab SampleID:  FA36755-8 Date Sampled: (19/08/16
Matrix: AQ - Trip Blank Water Date Received:  09/09/16
Method: SW846 8260C Percent Solide: n/a
Project: BMSMC, Building 5 Arca, Humacao, PR

File ID DF Analyzed By Prep Date Prep Batch  Analyticat Batch
Run #1 J0979345.D 1 09/12/16  DP n/a nfa V5423
IRun #2

Purge Volume
Run #1 5.0ml
Run #2
VOA TCL List (SOM02.0)
CASNo. Compound Result RL MDL Unitzs Q
67-64-1 Acctone ND 25 10 ug/l
71-43-2 Benzene ND 1.0 0.20 ug/l
100-44-7  Benzyl Chloride ND 2.0 0.44 ug/
74-97-5 Bromochloremethane ND 1.0 0.42 ug/l
75-27-4 Bromodichloromethane ND 1.0 0.24 ugft
75-25-2 Bromoform ND 1.0 0.46 ug/t
78-93-3 2-Butanone (MEK) ND 5.0 2.6 ug/l
75-15-0 Carbun Disulfide ND 2.0 0.23 ug/l
56-23-5 Carbon Tetrachloride ND 1.0 0.30 ug/l
108-80-7  Chlorobenzene ND 1.0 0.20  ugl
75-00-3 Chloroethane ND 2.0 063  ugl
67-66-3 Chloroform ND 1.0 030  ugl
110-82-7  Cyclohexane ND 1.0 0.26  upgll
124-48-1 Dibromochloromethane ND 1.0 026 gl
96-12-8 1,2-Dibromo-3-chloropropane ND 5.0 0.81 ug/l
106-93-4 1,2-Dibromoethane ND 2.0 0.33 ug/l
75-71-8 Dichlorodiffuoromethane ND 2.0 0.50 ug/l
95-50-1 1,2-Dichlarobenzene ND 1.0 0.27  upl
541-73-1 1,3-Dichlorcbenzene ND 1.0 0.24 ug/l
106-46-7 1,4-Dichlorobenzene ND 1.0 0.39 ug/l
75-34-3 1,1-Dichloraethane ND 1.0 0.26 ug/l
107-06-2  1,2-Dichloroethane ND 1.0 0.28 g/l
75-35-4 1,1-Dichloroethylene ND 1.0 0.22 ugh
156-59-2  cis-1,2-Dichloroethylene ND 1.0 0.31 ugft
156-60-5  trans-1,2-Dichlorocthylene ~ ND 1.0 0.33  ug/l
78-87-5 1,2-Dichloropropane ND 1.0 0.34 gl
10061-01-5 cis-1,3-Dichloropropene ND 1.0 0.26  ug/l
10061-02-6 trans-1,3-Dichloropropene ND 1.0 0.25 ug/l
100-41-4  Ethylbenzene ND 1.0 8.25  ugl
76-13-1 Freon 113 ND 1.0 0.32 ug/l
591-78-6 2-Hexanone ND 10 2.0 ug/l
98-82-8 Isoprapylbenzene ND 1.0 033  ugl
ND = Not detected MDL = Method Detection Limit J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates vaiue exceeds calibration range N = Indicates presumptive evidence of a compound

SGS  acouresr
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SGS Accutest LabLink@171281 11:06 22-Sep-2016

Report of Analysis Page 2 of 2

Client Sample ID: TB090816
Lab SampleID:  FA36755-8 Date Sampled: 9/08/16
Matrix: AQ - Trip Blank Water Date Received: 19/05/16
Method: SW846 8260C Percent Solids: n/a
Project: BMSMC, Building 5 Area, Humacao, PR
VOA TCL List (SOM02.0)
CASNo. Compound Result RL MDL Units Q
99-87-6 p-Isopropyltoluenc ND 1.0 0.28  ugl
79-20-9 Methyl Acetate ND 20 5.0 ug/l
74-83-9 Methyl Bromide ND 2.0 0.50  ug/l
74-87-3 Methyl Chleride ND 2.0 0.50 gl
108-87-2  Methylcyclohexane ND 1.0 023  ug/l
75-09-2 Methylene Chloride ND 5.0 2.0 ug/l
108-10-1  4-Methyl-2-pentanone (MIBK) ND 5.0 14 ug/l
1634-04-4  Methyl Tert Butyl Ether ND 1.0 0.20 ug/l
100-42-5  Styrene ND 1.0 0.24 ug/l
75-85-4 Tert-Amyt Alcohal ND 20 6.0 ug/l
79-34-5 1,1,2,2-Tetrachloroethane ND 1.0 0.33 ug/l
127-18-4  Tetrachloroethylene ND 1.0 030  ugl
169-99-9  Tetrahydrefuran ND 5.0 14 ug/l
108-88-3  Toluene ND 1.0 0.20 ug/l
87-61-6 1,2,3-Trichlorobenzene ND 2.0 0.51 ug/l
120-82-1  1,2,4-Trichlorobenzene ND 2.0 0.50 ugl
71-535-6 1,1,1-Trichloroethane ND 1.0 0.20 ug/l
79-00-5 1,1,2-Trichloroethane ND 1.0 0.37 ug/l
79-01-6 Trichloroethylene ND 1.0 0.27  ugl
75-69-4 Trichlorofluoromethane ND 2.0 0.50 ug/l
95-63-6 1,2,4-Trimethylbenzene ND 1.0 0.20 ug/l
75-01-4 Vinyl Chloride ND 1.0 0.31 ug/l

m,p-Xylene ND 2.0 0.30 ug/l
95-47-6 o-Xylene ND 1.0 0.26 ug/l
CASNo.  Surrogate Recaveries Run# 1 Runif2  Limits
1868-53-7  Dibromofluoromethane 95% 83-118%
17060-07-0 1,2-Dichlaroethanc-D4 91% 79-125%
2037-26-5 Toluene-D8 105% 85-112%
460-00-4  4-Bromofluorobenzene 103% 83-118%

ND = Not detected MDL = Method Detection Limit J = Indicates an estimated value
RL = Reporting Limit B = iIndicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumplive evidence of a compound
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SDG No:
Analysis:
Location:

SUMMARY:

Critical issues:
Major:
Minor:

Critical findings:

Major findings:

EXECUTIVE NARRATIVE

FA36755 Laboratory: Accutest, Florida
SWB846-8260C Number of Samples: 8

BMSMC - Building 5 Area

Humacao, PR

Eight (8) samples were analyzed for selected volatile organic compounds (VOCs) by
method SWB846-8260C. The sample results were assessed according to USEPA data
validation guidance documents in the following order of precedence: USEPA Hazardous
Waste Support Section SOP No. HW-33A Revision 0 SOMO02.2. Low/Medium Volatile
Data Validation. July, 2015. The QC criteria and data validation actions listed on the data
review worksheets are from the primary guidance document, unless otherwise noted.

None
None
None

None
None

Minor findings: 1. Initial calibration, initiat calibration verification, and continuing calibration verification
within the method and validation guidance document required performance criteria.
Closing calibration check verification included in data package. Analytes not meseting the
performance criteria in the closing calibration check verification were qualified (J) or (UJ) in
affected samples.

COMMENTS: Results are valid and can be used for decision making purposes.

Reviewers Name: Rafael Infante
Chemist License 1888

Signature: KLA/%/]Z

Date: Octo ri, 2016



SAMPLE ORGANIC DATA SAMPLE SUMMARY

Sample ID: FA36755-1
Sample location: BMSMC Building 5 Area
Sampling date:  9/6/2016
Matrix: Groundwater

METHOD: 8260C

Analyte Name Result  Units Dilution Factor Lab Flag Validation Reportable
Acetone 25 ug/L 1.0 - uJ Yes
Benzene 0.25 ug/L 1.0 J J Yes
Benzyl Chloride 2.0 ug/L 1.0 - u Yes
Bromochloromethane 1.0 ug/L 1.0 - u Yes
Bromodichloromethane 1.0 ug/L 1.0 - U Yes
Bromoform 1.0 ug/L 1.0 - U Yes
2-Butanone (MEK) 5.0 ug/L 1.0 - U Yes
Carbon disulfide 2.0 ug/L 1.0 - U Yes
Carbon tetrachloride 1.0 ug/L 1.0 - u Yes
Chlorobenzene 0.40 ug/L 1.0 J J Yes
Chloroethane 2.0 ug/L 1.0 - u Yes
Chloroform 1.0 ug/L 1.0 - U Yes
Cyclohexane 1.0 ug/L 1.0 - U Yes
Dibromochloromethane 1.0 ug/L 1.0 - U Yes
1,2-Dibromo-3-chloropropane 5.0 ug/L 1.0 - u Yes
1,2-Dibromoethane 2.0 ug/L 1.0 - u Yes
Dichlorodifluoromethane 2.0 ug/L 1.0 - U Yes
1,2-Dichlorobenzene 1.0 ug/L 1.0 - u Yes
1,3-Dichlorobenzene 1.0 ug/L 1.0 - U Yes
1,4-Dichlorobenzene 1.0 ug/L 1.0 - u Yes
1,1-Dichloroethane 1.0 ug/L 1.0 - u Yes
1,2-Dichloroethane 1.0 ug/L 1.0 - u Yes
1,1-Dichloroethene 1.0 ug/L 1.0 - u Yes
cis-1,2-Dichloroethene 1.0 ug/L 1.0 - U Yes



trans-1,2-Dichloroethene
1,2-Dichloropropane
cis-1,3-Dichloropropene
trans-1,3-Dichloropropene
Ethylbenzene

Freon 113

2-Hexanone
Isopropylbenzene
p-Isopropyltoluene
Methyl Acetate

Methyl Bromide

Methyl Chloride
Methylcyclohexane
Methylene chloride

4-Methyl-2-pentanone(MIBK)

Methyl Tert Butyl Ether
Styrene

Tert-Amyl Alcohol
1,1,2,2-Tetrachloroethane
Tetrachloroethene
Tetrahydrofuran
Toluene
1,2,3-Trichlorobenzene
1,2,4-Trichlorobenzene
1,1,1-Trichloroethane
1,1,2-Trichloroethane
Trichloroethene
Trichlorofluoromethane
1,2,4-Trimethylbenzene
Vinyl chloride

m, p-Xylene

o-Xylene

1.0
1.0
1.0
1.0
1.0
1.0
10
0.84
1.0
20
2.0
2.0
1.0
5.0
5.0
4.0
1.0
20
1.0
1.0
5.0
1.0
2.0
2.0
1.0
1.0
1.0
2.0
1.0
1.0
2.0
1.0

ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L

1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0

cCcCCccccce—-CccCccceccc

c ccCc.

[
—

cCCcCcCcccccccccc

Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes



Sample ID: FA36755-2
Sample location: BMSMC Building 5 Area
Sampling date: 9/7/2016
Matrix: Groundwater

METHOD: 8260C

Analyte Name Result  Units Dilution Factor Lab Flag Validation Reportable
Acetone 25 ug/L 1.0 - uJ Yes
Benzene 1.0 ug/L 1.0 - u Yes
Benzyl Chloride 2.0 ug/L 1.0 - u Yes
Bromochloromethane 1.0 ug/L 1.0 - u Yes
Bromodichloromethane 1.0 ug/L 1.0 - U Yes
Bromoform 1.0 ug/L 1.0 - U Yes
2-Butanone (MEK) 5.0 ug/L 1.0 - U Yes
Carbon disulfide 2.0 ug/L 1.0 - U Yes
Carbon tetrachloride 1.0 ug/L 1.0 - u Yes
Chlorobenzene 1.0 ug/L 1.0 - u Yes
Chloroethane 2.0 ug/L 1.0 - u Yes
Chloroform 1.0 ug/L 1.0 - U Yes
Cyclohexane 1.0 ug/L 1.0 - U Yes
Dibromochloromethane 1.0 ug/L 1.0 - U Yes
1,2-Dibromo-3-chloropropane 5.0 ug/L 1.0 - u Yes
1,2-Dibromoethane 2.0 ug/L 1.0 - u Yes
Dichlorodifluoromethane 2.0 ug/L 1.0 - u Yes
1,2-Dichlorobenzene 1.0 ug/L 1.0 - U Yes
1,3-Dichlorobenzene 1.0 ug/L 1.0 - U Yes
1,4-Dichlorobenzene 1.0 ug/L 1.0 - u Yes
1,1-Dichloroethane 1.0 ug/L 1.0 - u Yes
1,2-Dichloroethane 1.0 ug/L 1.0 - u Yes
1,1-Dichloroethene 1.0 ug/L 1.0 - u Yes
cis-1,2-Dichloroethene 1.0 ug/L 1.0 - U Yes
trans-1,2-Dichloroethene 1.0 ug/L 1.0 - U Yes
1,2-Dichloropropane 1.0 ug/L 1.0 - u Yes



cis-1,3-Dichloropropene
trans-1,3-Dichloropropene
Ethylbenzene

Freon 113

2-Hexanone
Isopropylbenzene
p-Isopropyltoluene
Methyl Acetate

Methyl Bromide
Methyl Chloride
Methylcyclohexane
Methylene chloride

4-Methyl-2-pentanone(MIBK)

Methyl Tert Butyl Ether
Styrene

Tert-Amyl Alcohol
1,1,2,2-Tetrachloroethane
Tetrachloroethene
Tetrahydrofuran
Toluene
1,2,3-Trichlorobenzene
1,2,4-Trichlorobenzene
1,1,1-Trichloroethane
1,1,2-Trichloroethane
Trichloroethene
Trichlorofluoromethane
1,2,4-Trimethylbenzene
Vinyl chloride

m, p-Xylene

o-Xylene

1.0
1.0
1.4
1.0
10
1.0
1.0
20
2.0
2.0
1.0
5.0
5.0
4.3
1.0
20
1.0
1.0
5.0
1.0
2.0
2.0
1.0
1.0
1.0
2.0
1.0
1.0
2.0
1.0

ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L

1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0

cCcccccccccccc

c ccCc.

C
—

cCCccCcccccccccc

Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes



Sample ID: FA36755-3
Sample location: BMSMC Building 5 Area
Sampling date:  9/7/2016
Matrix: Groundwater

METHOD: 8260C

Analyte Name Result  Units Dilution Factor Lab Flag Validation Reportable
Acetone 25 ug/L 1.0 - uJ Yes
Benzene 1.0 ug/L 1.0 - u Yes
Benzyl Chloride 2.0 ug/L 1.0 - u Yes
Bromochloromethane 1.0 ug/L 1.0 - u Yes
Bromodichloromethane 1.0 ug/L 1.0 - U Yes
Bromoform 1.0 ug/L 1.0 - U Yes
2-Butanone (MEK) 5.0 ug/L 1.0 - U Yes
Carbon disulfide 2.0 ug/L 1.0 - U Yes
Carbon tetrachloride 1.0 ug/L 1.0 - u Yes
Chlorobenzene 0.53 ug/L 1.0 J J Yes
Chloroethane 2.0 ug/L 1.0 - u Yes
Chloroform 1.0 ug/L 1.0 - U Yes
Cyclohexane 1.0 ug/L 1.0 - U Yes
Dibromochloromethane 1.0 ug/L 1.0 - U Yes
1,2-Dibromo-3-chloropropane 5.0 ug/L 1.0 - u Yes
1,2-Dibromoethane 2.0 ug/L 1.0 - u Yes
Dichlorodifluoromethane 2.0 ug/L 1.0 - u Yes
1,2-Dichlorobenzene 1.0 ug/L 1.0 - U Yes
1,3-Dichlorobenzene 1.0 ug/L 1.0 - U Yes
1,4-Dichlorobenzene 1.0 ug/L 1.0 - u Yes
1,1-Dichloroethane 1.0 ug/L 1.0 - u Yes
1,2-Dichloroethane 1.0 ug/L 1.0 - u Yes
1,1-Dichloroethene 1.0 ug/L 1.0 - u Yes
cis-1,2-Dichloroethene 1.0 ug/L 1.0 - U Yes
trans-1,2-Dichloroethene 1.0 ug/L 1.0 - U Yes
1,2-Dichloropropane 1.0 ug/L 1.0 - u Yes



cis-1,3-Dichloropropene
trans-1,3-Dichloropropene
Ethylbenzene

Freon 113

2-Hexanone
Isopropylbenzene
p-Isopropyltoluene
Methyl Acetate

Methyl Bromide
Methyl Chloride
Methylcyclohexane
Methylene chloride

4-Methyl-2-pentanone(MIBK)

Methyl Tert Butyl Ether
Styrene

Tert-Amyl Alcohol
1,1,2,2-Tetrachloroethane
Tetrachloroethene
Tetrahydrofuran
Toluene
1,2,3-Trichlorobenzene
1,2,4-Trichlorobenzene
1,1,1-Trichloroethane
1,1,2-Trichloroethane
Trichloroethene
Trichlorofluoromethane
1,2,4-Trimethylbenzene
Vinyl chloride

m, p-Xylene

o-Xylene

1.0
1.0
1.0
1.0
10
57.6
1.0
20
2.0
2.0
1.0
5.0
5.0
5.7
1.0
20
1.0
1.0
5.0
1.0
2.0
2.0
1.0
1.0
1.0
2.0
1.0
1.0
2.0
1.0

ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L

1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0

cCcccc

cCCcCc, Cccccccc

C
—

cCCccCcccccccccc

Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes



Sample ID: FA36755-4
Sample location: BMSMC Building 5 Area
Sampling date:  9/7/2016
Matrix: Groundwater

METHOD: 8260C

Analyte Name Result  Units Dilution Factor Lab Flag Validation Reportable
Acetone 25 ug/L 1.0 - uJ Yes
Benzene 1.0 ug/L 1.0 - u Yes
Benzyl Chloride 2.0 ug/L 1.0 - u Yes
Bromochloromethane 1.0 ug/L 1.0 - u Yes
Bromodichloromethane 1.0 ug/L 1.0 - U Yes
Bromoform 1.0 ug/L 1.0 - U Yes
2-Butanone (MEK) 5.0 ug/L 1.0 - U Yes
Carbon disulfide 2.0 ug/L 1.0 - U Yes
Carbon tetrachloride 1.0 ug/L 1.0 - u Yes
Chlorobenzene 1.0 ug/L 1.0 - u Yes
Chloroethane 2.0 ug/L 1.0 - u Yes
Chloroform 1.0 ug/L 1.0 - U Yes
Cyclohexane 1.0 ug/L 1.0 - U Yes
Dibromochloromethane 1.0 ug/L 1.0 - U Yes
1,2-Dibromo-3-chloropropane 5.0 ug/L 1.0 - u Yes
1,2-Dibromoethane 2.0 ug/L 1.0 - u Yes
Dichlorodifluoromethane 2.0 ug/L 1.0 - u Yes
1,2-Dichlorobenzene 1.0 ug/L 1.0 - U Yes
1,3-Dichlorobenzene 1.0 ug/L 1.0 - U Yes
1,4-Dichlorobenzene 1.0 ug/L 1.0 - u Yes
1,1-Dichloroethane 1.0 ug/L 1.0 - u Yes
1,2-Dichloroethane 1.0 ug/L 1.0 - u Yes
1,1-Dichloroethene 1.0 ug/L 1.0 - u Yes
cis-1,2-Dichloroethene 1.0 ug/L 1.0 - U Yes
trans-1,2-Dichloroethene 1.0 ug/L 1.0 - U Yes
1,2-Dichloropropane 1.0 ug/L 1.0 - u Yes



cis-1,3-Dichloropropene
trans-1,3-Dichloropropene
Ethylbenzene

Freon 113

2-Hexanone
Isopropylbenzene
p-Isopropyltoluene
Methyl Acetate

Methyl Bromide
Methyl Chloride
Methylcyclohexane
Methylene chloride

4-Methyl-2-pentanone(MIBK)

Methyl Tert Butyl Ether
Styrene

Tert-Amyl Alcohol
1,1,2,2-Tetrachloroethane
Tetrachloroethene
Tetrahydrofuran
Toluene
1,2,3-Trichlorobenzene
1,2,4-Trichlorobenzene
1,1,1-Trichloroethane
1,1,2-Trichloroethane
Trichloroethene
Trichlorofluoromethane
1,2,4-Trimethylbenzene
Vinyl chloride

m, p-Xylene

o-Xylene

1.0
1.0
1.0
1.0
10
1.0
1.0
20
2.0
2.0
1.0
5.0
5.0

0.61

1.0
20
1.0
1.0
5.0
1.0
2.0
2.0
1.0
1.0
1.0
2.0
1.0
1.0
2.0
1.0

ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L

1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0

cCCcCCcC--CCCcCcccccccceccc

C
—

cCCccCcccccccccc

Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes



Sample ID: FA36755-5
Sample location: BMSMC Building 5 Area
Sampling date:  9/7/2016
Matrix: Groundwater

METHOD: 8260C

Analyte Name Result  Units Dilution Factor Lab Flag Validation Reportable
Acetone 25 ug/L 1.0 - uJ Yes
Benzene 1.0 ug/L 1.0 - u Yes
Benzyl Chloride 2.0 ug/L 1.0 - u Yes
Bromochloromethane 1.0 ug/L 1.0 - u Yes
Bromodichloromethane 1.0 ug/L 1.0 - U Yes
Bromoform 1.0 ug/L 1.0 - U Yes
2-Butanone (MEK) 5.0 ug/L 1.0 - U Yes
Carbon disulfide 2.0 ug/L 1.0 - U Yes
Carbon tetrachloride 1.0 ug/L 1.0 - u Yes
Chlorobenzene 1.0 ug/L 1.0 - u Yes
Chloroethane 2.0 ug/L 1.0 - u Yes
Chloroform 1.0 ug/L 1.0 - U Yes
Cyclohexane 1.0 ug/L 1.0 - U Yes
Dibromochloromethane 1.0 ug/L 1.0 - U Yes
1,2-Dibromo-3-chloropropane 5.0 ug/L 1.0 - u Yes
1,2-Dibromoethane 2.0 ug/L 1.0 - u Yes
Dichlorodifluoromethane 2.0 ug/L 1.0 - u Yes
1,2-Dichlorobenzene 1.0 ug/L 1.0 - U Yes
1,3-Dichlorobenzene 1.0 ug/L 1.0 - U Yes
1,4-Dichlorobenzene 1.0 ug/L 1.0 - u Yes
1,1-Dichloroethane 1.0 ug/L 1.0 - u Yes
1,2-Dichloroethane 1.0 ug/L 1.0 - u Yes
1,1-Dichloroethene 1.0 ug/L 1.0 - u Yes
cis-1,2-Dichloroethene 1.0 ug/L 1.0 - U Yes
trans-1,2-Dichloroethene 1.0 ug/L 1.0 - U Yes
1,2-Dichloropropane 1.0 ug/L 1.0 - u Yes



cis-1,3-Dichloropropene
trans-1,3-Dichloropropene
Ethylbenzene

Freon 113

2-Hexanone
Isopropylbenzene
p-Isopropyltoluene
Methyl Acetate

Methyl Bromide
Methyl Chloride
Methylcyclohexane
Methylene chloride

4-Methyl-2-pentanone(MIBK)

Methyl Tert Butyl Ether
Styrene

Tert-Amyl Alcohol
1,1,2,2-Tetrachloroethane
Tetrachloroethene
Tetrahydrofuran
Toluene
1,2,3-Trichlorobenzene
1,2,4-Trichlorobenzene
1,1,1-Trichloroethane
1,1,2-Trichloroethane
Trichloroethene
Trichlorofluoromethane
1,2,4-Trimethylbenzene
Vinyl chloride

m, p-Xylene

o-Xylene

1.0
1.0
1.0
1.0
10
2.6
1.0
20
2.0
2.0
1.0
5.0
5.0

0.66

1.0
20
1.0
1.0
5.0
1.0
2.0
2.0
1.0
1.0
1.0
2.0
1.0
1.0
2.0
1.0

ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L

1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0

cCcccc

Cccc——ccccccc

cCCccCcccccccccc

Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes



Sample ID: FA36755-6
Sample location: BMSMC Building 5 Area
Sampling date:  9/8/2016
Matrix: Groundwater

METHOD: 8260C

Analyte Name Result  Units Dilution Factor Lab Flag Validation Reportable
Acetone 25 ug/L 1.0 - uJ Yes
Benzene 1.0 ug/L 1.0 - u Yes
Benzyl Chloride 2.0 ug/L 1.0 - u Yes
Bromochloromethane 1.0 ug/L 1.0 - u Yes
Bromodichloromethane 1.0 ug/L 1.0 - U Yes
Bromoform 1.0 ug/L 1.0 - U Yes
2-Butanone (MEK) 5.0 ug/L 1.0 - U Yes
Carbon disulfide 2.0 ug/L 1.0 - U Yes
Carbon tetrachloride 1.0 ug/L 1.0 - u Yes
Chlorobenzene 1.0 ug/L 1.0 - u Yes
Chloroethane 2.0 ug/L 1.0 - u Yes
Chloroform 1.0 ug/L 1.0 - U Yes
Cyclohexane 1.0 ug/L 1.0 - U Yes
Dibromochloromethane 1.0 ug/L 1.0 - U Yes
1,2-Dibromo-3-chloropropane 5.0 ug/L 1.0 - u Yes
1,2-Dibromoethane 2.0 ug/L 1.0 - u Yes
Dichlorodifluoromethane 2.0 ug/L 1.0 - u Yes
1,2-Dichlorobenzene 1.0 ug/L 1.0 - U Yes
1,3-Dichlorobenzene 1.0 ug/L 1.0 - U Yes
1,4-Dichlorobenzene 1.0 ug/L 1.0 - u Yes
1,1-Dichloroethane 1.0 ug/L 1.0 - u Yes
1,2-Dichloroethane 1.0 ug/L 1.0 - u Yes
1,1-Dichloroethene 1.0 ug/L 1.0 - u Yes
cis-1,2-Dichloroethene 1.0 ug/L 1.0 - U Yes
trans-1,2-Dichloroethene 1.0 ug/L 1.0 - U Yes
1,2-Dichloropropane 1.0 ug/L 1.0 - u Yes



cis-1,3-Dichloropropene
trans-1,3-Dichloropropene
Ethylbenzene

Freon 113

2-Hexanone
Isopropylbenzene
p-Isopropyltoluene
Methyl Acetate

Methyl Bromide
Methyl Chloride
Methylcyclohexane
Methylene chloride

4-Methyl-2-pentanone(MIBK)

Methyl Tert Butyl Ether
Styrene

Tert-Amyl Alcohol
1,1,2,2-Tetrachloroethane
Tetrachloroethene
Tetrahydrofuran
Toluene
1,2,3-Trichlorobenzene
1,2,4-Trichlorobenzene
1,1,1-Trichloroethane
1,1,2-Trichloroethane
Trichloroethene
Trichlorofluoromethane
1,2,4-Trimethylbenzene
Vinyl chloride

m, p-Xylene

o-Xylene

1.0
1.0
1.0
1.0
10
1.0
1.0
20
2.0
2.0
1.0
5.0
5.0
1.0
1.0
20
1.0
1.0
5.0
1.0
2.0
2.0
1.0
1.0
1.0
2.0
1.0
1.0
2.0
1.0

ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L

1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0

cCCcCCcCcCcCcccccccccccocc

C
—

cCCccCcccccccccc

Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes



Sample ID: FA36755-7
Sample location: BMSMC Building 5 Area
Sampling date:  9/8/2016
Matrix: Groundwater

METHOD: 8260C

Analyte Name Result  Units Dilution Factor Lab Flag Validation Reportable
Acetone 25 ug/L 1.0 - uJ Yes
Benzene 1.0 ug/L 1.0 - u Yes
Benzyl Chloride 2.0 ug/L 1.0 - u Yes
Bromochloromethane 1.0 ug/L 1.0 - u Yes
Bromodichloromethane 1.0 ug/L 1.0 - U Yes
Bromoform 1.0 ug/L 1.0 - U Yes
2-Butanone (MEK) 5.0 ug/L 1.0 - U Yes
Carbon disulfide 2.0 ug/L 1.0 - U Yes
Carbon tetrachloride 1.0 ug/L 1.0 - u Yes
Chlorobenzene 1.0 ug/L 1.0 - u Yes
Chloroethane 2.0 ug/L 1.0 - u Yes
Chloroform 1.0 ug/L 1.0 - U Yes
Cyclohexane 1.0 ug/L 1.0 - U Yes
Dibromochloromethane 1.0 ug/L 1.0 - U Yes
1,2-Dibromo-3-chloropropane 5.0 ug/L 1.0 - u Yes
1,2-Dibromoethane 2.0 ug/L 1.0 - u Yes
Dichlorodifluoromethane 2.0 ug/L 1.0 - u Yes
1,2-Dichlorobenzene 1.0 ug/L 1.0 - U Yes
1,3-Dichlorobenzene 1.0 ug/L 1.0 - U Yes
1,4-Dichlorobenzene 1.0 ug/L 1.0 - u Yes
1,1-Dichloroethane 1.0 ug/L 1.0 - u Yes
1,2-Dichloroethane 1.0 ug/L 1.0 - u Yes
1,1-Dichloroethene 1.0 ug/L 1.0 - u Yes
cis-1,2-Dichloroethene 1.0 ug/L 1.0 - U Yes
trans-1,2-Dichloroethene 1.0 ug/L 1.0 - U Yes
1,2-Dichloropropane 1.0 ug/L 1.0 - u Yes



cis-1,3-Dichloropropene
trans-1,3-Dichloropropene
Ethylbenzene

Freon 113

2-Hexanone
Isopropylbenzene
p-Isopropyltoluene
Methyl Acetate

Methyl Bromide
Methyl Chloride
Methylcyclohexane
Methylene chloride

4-Methyl-2-pentanone(MIBK)

Methyl Tert Butyl Ether
Styrene

Tert-Amyl Alcohol
1,1,2,2-Tetrachloroethane
Tetrachloroethene
Tetrahydrofuran
Toluene
1,2,3-Trichlorobenzene
1,2,4-Trichlorobenzene
1,1,1-Trichloroethane
1,1,2-Trichloroethane
Trichloroethene
Trichlorofluoromethane
1,2,4-Trimethylbenzene
Vinyl chloride

m, p-Xylene

o-Xylene

1.0
1.0
1.0
1.0
10
1.0
1.0
20
2.0
2.0
1.0
5.0
5.0

0.24

1.0
20
1.0
1.0
5.0
1.0
2.0
2.0
1.0
1.0
1.0
2.0
1.0
1.0
2.0
1.0

ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L

1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0

cCcCc~«“Cccccccccccccc

C
—

cCCccCcccccccccc

Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes



Sample ID: FA36755-8
Sample location: BMSMC Building 5 Area
Sampling date:  9/8/2016
Matrix: AQ - Trip Blank

METHOD: 8260C

Analyte Name Result  Units Dilution Factor Lab Flag Validation Reportable
Acetone 25 ug/L 1.0 - uJ Yes
Benzene 1.0 ug/L 1.0 - u Yes
Benzyl Chloride 2.0 ug/L 1.0 - u Yes
Bromochloromethane 1.0 ug/L 1.0 - u Yes
Bromodichloromethane 1.0 ug/L 1.0 - U Yes
Bromoform 1.0 ug/L 1.0 - U Yes
2-Butanone (MEK) 5.0 ug/L 1.0 - U Yes
Carbon disulfide 2.0 ug/L 1.0 - U Yes
Carbon tetrachloride 1.0 ug/L 1.0 - u Yes
Chlorobenzene 1.0 ug/L 1.0 - u Yes
Chloroethane 2.0 ug/L 1.0 - u Yes
Chloroform 1.0 ug/L 1.0 - U Yes
Cyclohexane 1.0 ug/L 1.0 - U Yes
Dibromochloromethane 1.0 ug/L 1.0 - U Yes
1,2-Dibromo-3-chloropropane 5.0 ug/L 1.0 - u Yes
1,2-Dibromoethane 2.0 ug/L 1.0 - u Yes
Dichlorodifluoromethane 2.0 ug/L 1.0 - u Yes
1,2-Dichlorobenzene 1.0 ug/L 1.0 - U Yes
1,3-Dichlorobenzene 1.0 ug/L 1.0 - U Yes
1,4-Dichlorobenzene 1.0 ug/L 1.0 - u Yes
1,1-Dichloroethane 1.0 ug/L 1.0 - u Yes
1,2-Dichloroethane 1.0 ug/L 1.0 - u Yes
1,1-Dichloroethene 1.0 ug/L 1.0 - u Yes
cis-1,2-Dichloroethene 1.0 ug/L 1.0 - U Yes
trans-1,2-Dichloroethene 1.0 ug/L 1.0 - U Yes
1,2-Dichloropropane 1.0 ug/L 1.0 - u Yes



cis-1,3-Dichloropropene
trans-1,3-Dichloropropene
Ethylbenzene

Freon 113

2-Hexanone
Isopropylbenzene
p-Isopropyltoluene
Methyl Acetate

Methyl Bromide
Methyl Chloride
Methylcyclohexane
Methylene chloride

4-Methyl-2-pentanone(MIBK)

Methyl Tert Butyl Ether
Styrene

Tert-Amyl Alcohol
1,1,2,2-Tetrachloroethane
Tetrachloroethene
Tetrahydrofuran
Toluene
1,2,3-Trichlorobenzene
1,2,4-Trichlorobenzene
1,1,1-Trichloroethane
1,1,2-Trichloroethane
Trichloroethene
Trichlorofluoromethane
1,2,4-Trimethylbenzene
Vinyl chloride

m, p-Xylene

o-Xylene

1.0
1.0
1.0
1.0
10
1.0
1.0
20
2.0
2.0
1.0
5.0
5.0
1.0
1.0
20
1.0
1.0
5.0
1.0
2.0
2.0
1.0
1.0
1.0
2.0
1.0
1.0
2.0
1.0

ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L

1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0

cCCcCCcCcCcCcccccccccccocc

C
—

cCCccCcccccccccc

Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes



DATA REVIEW WORKSHEETS

Project Number:_FA36755
Date:__September_06-08,_2016
Shipping date:__September_08,_2016___
EPA Region: 2

REVIEW OF VOLATILE ORGANIC PACKAGE
LowMedium Volatile Data Validation

The following guidelines for evaluating volatile organics were created to delineate required validation
actions. This document will assist the reviewer in using professional judgment to make more
informed decision and in better serving the needs of the data users. The sample results were
assessed according to USEPA data validation guidance documents in the following order of
precedence: USEPA Hazardous Waste Support Section SOP No. HW-33A Revision 0 SOM02.2.
LowiMedium Volatile Data Validation. July, 2015. The QC criteria and data validation actions
listed on the data review worksheets are from the primary guidance document, unless otherwise
noted.

The hardcopied (laboratory mame) __ Accutest data package received has
been reviewed and the quality control and performance data summarized. The data review for VOCs
included:

Lab. Project/SDG No.. ____FA36755 Sample matrix; ___Groundwater
No. of Samples: 8

Trip blank No.: FA36755-8

Fietd blank No.: -

Equipment blank No.: -

Field duplicate No.: -

__X___ Data Completeness __X___Laboratory Control Spikes
_X___ Holding Times —_X___Field Duplicates
_X___ GCMS Tuning ___X___Calibrations
__X___Internal Standard Performance ___X___Compound |dentifications
_X___Blanks —X___ Compound Quantitation
__X___Surrogate Recoveries _X___Quantitation Limits

—X___ Matrix Spike/Matrix Spike Duplicate

_OverallComments:____Selected_VOA_from_the_TCL_list_(SW846_8260C)

Definition of Qualifiers:
J- Estimated results

U- Compound not detectad

R- Rejectad d

Uk Est Wct | M/f
Reviewer: I

Date:__ October _{1 2016
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DATA COMPLETENESS

MISSING INFORMATION DATE LAB. CONTACTED DATE RECEIVED
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All cnlena were met __X
Cnilena were nol mel
and/or see below

HOLDING TIMES
The objective of this parameter is to ascertain the validity of the results based on the holding time of
the sample from time of collection to the time of analysis.

Complete table for all samples and note the analysis and/or preservation not within criteria

SAMPLE ID DATE SAMPLED | DATE ANALYZED pH [ ACTION

All samples analyzed within method recommended holding time. Samples properly preserved.

Criteria

Aqueous samples - 14 days from sample collection for preserved samples (pH < 2, 4+ 2°C), no air
bubbles.

Aqueous samples — 7 days from sample collection for unpreserved samples, 4°C, no air bubbles.

Soil samples- 14 days from sample collection.

Cooler temperature (Criteria: 4 + 2 °C): 3.2°C - OK

Actions
Aqueous samples

a. If there is no evidence that the samples were properly preserved (pH < 2, T = 4°C £ 2°C), but the
samples were analyzed within the technical holding time [7 days from sample collection], no
qualification of the data is necessary.

b. If there is no evidence that the samples were properly preserved, and the samples were analyzed
outside of the technical holding time [7 days from sample collection], qualify detects for ali volatile
compounds as estimated (J) and non-detects as unusable (R).

c. If the samples were properly preserved, and the samples were analyzed within the technical holding
time [14 days from sample collection], no qualification of the data is necessary.

d. If the samples were properly preserved, but were analyzed outside of the technical holding time [14
days from sample collection), qualify detects as estimated (J) and non-detects as unusable (R).

e. If air bubbles were present in the sample vial used for analysis, qualify detected compounds as
estimated (J-} and non-detected compounds as estimated (UJ).

Non-agueous samples

a. If there is no evidence that the samples were properly preserved (T <-7°C or T = 4°C = 2°C and
preserved with NaHSO4), but the samples were analyzed within the technical holding time [14 days
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from sample collection], qualify detects for all volatile compounds as estimated (J) and non-detects
as (UJ) or unusable (R) using professional judgment.

b. If the samples were properly preserved, and the samples were analyzed within the technical
holding time [14 days from sample collection], no qualification of the data is necessary.

¢. If there is no evidence that the samples were properly preserved, and the samples were analyzed
outside of the technical holding time [14 days from sample collection], qualify detects for all volatile
compounds as estimated {J) and non-detects as unusable (R).

d. If the samples were properly preserved, but were analyzed outside of the technical holding time
[14 days from sampie collection), qualify detects as estimated (.J) and non-detects as unusable (R).

Qualify TCLP/SPLP samples

a. If the TCLP/SPLP ZHE procedure is performed within the extraction technical holding time of 14 days,
detects and non-detects should not be qualified.

b. If the TCLP/SPLP ZHE procedure is performed outside the extraction technical holding time of 14 days,
qualify detects as estimated (J) and non-detects as unusable (R).

c. If TCLP/SPLP aqueous samples and TCLP/SPLP leachate samples are analyzed within the technical
holding time of 7 days, detects and non-detects should not be qualified.

d. If TCLP/SPLP aqueous samples and TCLP/SPLP leachate samples are analyzed outside of the
technical holding time of 7 days, qualify detects as estimated (J) and non-defects as unusable (R).
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Table 1. Holding Time Actions for Low/Medium Volatile Analyses - Summary

Action
Matrix Preserved | Criteria LOGAGY e
Associated Associated
Compounds Compounds
No = T davs No quahficauon
AqieoLs No ~ davs J | R
Sl b} & - —
1 Yes = davs No gquahfication
Yes [4 davs J R
o < 14 days 3 Pl’OIe&tl;).lrli-'l'l_l;:lglll:’llt.
Non-Aquaous = - - -
o-Aqu2ou Yes = b4 davs No quahfication
Yes No [4 davs I | R
TCLP SPLP Yes — 14 davs No qualificanon
TCLP SPLP No 14 davs T | R

ZHE performed withn
TCLP SPLP | the [4-dayv rechmeal No qualification
holding mme

ZHE pertormed outside
TCLP SPLP | the 14-day rechimeal R
holding tme

TCLP SPLP
aqueous &
TCLP SPLP
eachate

Anafvzed within 7 days No quahification

TCLP SPLP
aqueous &
TCLP SPLP
leachare

Analyzed outsule 7 davs i) R

Sauple temperatne outside 4 C = 2-C
upoat 1eceipt at the laboratary

—

. se professional judgnient

Holdhing nmes grossiy exceeded | R
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All critenia were met _ X__
Crileria were not met see below

GCMS TUNING

The assessment of the tuning results is to determine if the sample instrumentation is within the
standard tuning QC limits

_X__ The BFB performance results were reviewed and found to be within the specified criteria,

__X___BFB tuning was performed for every 12 hours of sample analysis.
NOTES: All mass spectrometer instrument conditions must be identical to those used during the
sample analysis. Background subtraction actions resulting in spectral distortions for the sole purpose
of meeting the method specifications are contrary to the Quality Assurance (QA) objectives, and are
therefore unacceptable.

NOTES: No data should be qualified based on BFB failure. Instances of this should be noted in the
narmrative.

All ion abundance ratios must be normalized to m/z 95, the nominal base peak, even though the ion
abundance of m/z 174 may be up to 120% that of m/z 95.

Actions:

If samples are analyzed without a preceding valid instrument performance check, qualify all data in
those samples as unusable (R).

If ion abundance criteria are not met, professional judgment may be applied fo determine to what
extent the data may be utifized. When applying professional judgment to this topic, the most
important factors to consider are the empirical results that are relatively insensitive to location on the
chromatographic profile and the type of instrumentation. Therefore, the critical ion abundance criteria
for BFB are the m/z 95/96, 174/175, 174/176, and 176/177 ratios. The relative abundances of m/z 50
and 75 are of lower importance. This issue is more critical for Tentatively ldentified Compounds
(TICs) than for target analytes.

Note: State in the Data Review Narrative, decisions to use analytical data associated with
BFB instrument performance checks not meeting contract requirements.

Note: Verify that that instrument instrument performance check criteria were achieved
using techniques described in LowMedium Volatiles Organic Analysis, Section
I.D.5 of the SOM02.2 NFG, obtain additional information on the instrument
performance checks. Make sure that background subtraction was performed from
the BFB peak and not from background subtracting from the solvent front or from
another region of the chromatogram.
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Use professional judgment to determine whether associated data should be qualified based on the
spectrum of the mass calibration compound.

List the samples affected:

if mass calibration is in errar, all associated data are rejected.
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All crileria were met __X
Cnlena were nol mel
andlor see below

CALIBRATION VERIFICATION

Compliance requirements for satisfactory instrument calibration are established to ensure that the
instrument is capable of producing and maintaining acceptable quantitative data.

Date of initial calibration: 08/15/16
Dates of continuing (initial) calibration:__08/15/16

Dates of continuing calibration: 09/12/16

Dates of ending calibration.________ 09/12/16

Instrument ID numbers: GCMSJ

Matrix/Level: Aqueous/low
DATE LAB FILE | CRITERIA OQUT COMPOUND SAMPLES

ID# RFs, %RSD, %D, r AFFECTED
GCMSJ
09112116 | ecc5399-5 98.2 Acetone FA36755-1t0 -9
-54.6 % Tetrachloroethene
1

Note: |Initial calibration, initial calibration verification, and continuing calibration verification within
the method and validation guidance document required performance criteria. Closing
calibration check verification included in data package. Analytes not meeting the
performance criteria in the closing calibration check verification were qualified (J) or (UJ) in
affected samples.

Criteria
The analyte calibration criteria in the following Table must be obtained. Analytes not meeting the

criteria are qualified.

A separate worksheet should be filled for each initial curve
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Initial Calibration-  Table 2. RRF, %RSD, and %D Acceptance Criteria for Initial Calibration
and CCV for Low/Medium Volatile Analysis

Analvte Minimum .\Iaxiqmm Opening Closing
U RRF %RSD | Maximum "eD! | Maximum %oD
Dichiloroditluoromethane 0010 250 =400 =30.0
Chloromethane (0.010 20.0 =300 =30.0
Vit chlonde 0010 200 =230 =500
Bromomethane 0010 40.0 =300 =30.0
Chloreethane (010 0.0 =230 =30.0
Tochloretuoromethane (1010 0.0 =300 =300
1. 1-Dichloyoethens {).060) 200 =200 =230
1.1.2-Tuchlore-1 2 2-ifluerosthane (0.030 250 =250 =500
Acetone 0080 40.0 =400 =50.0
Catbon disulfide () 100 20.0 =250 =230
Methy] acetare (1.010 40.0 =400 =30.0
Methvlene chlotide 0010 40.0 =300 =30.0
wans-1.2-Dichlorcethizne (1100 20.0 =200 =230
Metlw] rert-burst ether {1100 40.0 =230 =50.0
1. 1-Dichloroethane (1301 200 =200 =250
cis-1.2-Dichlorozthene (1 20%) 20.0 =200 =230
2-Buinnone 0010 10.0 =400 =300
Bromochloromethane 01 200 =200 =230
Chloreform 0,300 20,0 =200 =230
1.1 1-Tiichloroethane {030 20.0 =230 =230
Cvelohexane 0.010 40.0 =230 =300
Carbon tetiachlonde 0.100 200 =230 =230
Banzene 0 200 200 =200 =230
1.2-Dichloroethane (070 200 =200 =230
Titchioosthene {r.200 20.0 =200 =250
Methvlevelohexane (1030 40.0 =250 =30.0
1.2-Dichioropropane {1 200 204 =200 =250
Bromodichloramsathane {1.300 20.0 =200 =250
c1s-1 3-Dichloropropene (1.300 20.0 =200 =230
4-\ethvl-2-pantanone (030 230 =300 =50.0
Toluenz 0 300 200 =200 =230
wans-1.3-Dichloropropene (1.200 20.0 =200 =230
1.1.2-Tuchloroethane (0.200 20.0 =200 =230
Temrachloroethene 0100 20.0 =200 =230
2-Hexanene (1010 0.0 =100 =30.0
Dibromochlotomethane {1.200 200 =200 =230
1.2-Dibicmeethane 0.2 20.0 =200 =250
Chlorobenzane 01400 200 =200 =230
Ethvibenzane (0400 20.0 =200 =230
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\nalste Minimum | Maximum Opening Closing
e RRF %RSD | Maximum %D} [  Maximum
mp-Xvlene 0.200 20.0 =200 =230
o-Nvlene (1.200 20.0 =20.0 =230
Sraene (1.200 20.0 =200 =250
Bromoronm 0100 20.0 =250 =30.1)
Iopropvlbenzane (.300 20.0 =250 =230
1.1.2. 2-Tewachloroethane {0,200 20.0 =230 =239
1.3-Dichloobenzene 0301 20.0 =200 =230
I 4-Dichlorobenzane 0.600 20.0 =20.0 =250
1.2-Dichlorobenzens (600 20.0 =20.0 =25
1 .2-Divome-3-chloropropane 0010 230 =30.0 =300
1.2 4-Trichlorobenzene 01,440 20.0 =30.0 =300
[.2.3-Trichlorobenzene (. H1) 250 =30.0 =30.9
Deuterated Monitoring Compound

Vvl chloride-ds nel ) 200 =30.0 =500
Chloreethane-s (1010 40.0 =30.0 =3).0
L 1-Dhcldoroethene-d: (LO30 20,0 =230 =230
~-Butanone-i; (+010 40.0 =40.0 =30
Chlorofonm-d (+.300 20.0 =200 =230
1.2-Dhchior oethane-c 10,050 ~0.0 =250 =230
Benzene-ds {1 300 20.0 =200 =230
1. 2-Dichloropropane-de {1200 20.0 =200 =250
Toluene-ds {} 300 20.0 =20.0 =251
nans-1.3-Dichloropropane-ds (+200 20.0 =200 =234
2-Hexanone-d- (0010 40.0 =40 =30.0
[.1.2.2-Tenachloroethane-d; (1200 20.0 =230 =234
|.2-Dichlorolenzane-d: (110 20.0 =200 =258

1

If a closing CCV is acting as an opening CCV, all target analytes and DMCs must meet the
requirements for an opening CCV.

Actions:

1. If any volatile target compound has an RRF value less than the minimum in the table, use
professional judgment for detects, based on mass spectral identification, to qualify the data
as estimated (J+orR).

a. If any volatile target compound has an RRF value less than the minimum criterion,

qualify non-detected compounds as unusable (R).

b. If any of the volatile target compounds listed in the Table has %RSD greater than
the criteria, qualify detects as estimated (J), and non-detected compounds using
professional judgment.

c. If the volatile target compounds meet the acceptance criteria for RRF and the
%RSD, no gualification of the data is necessary.

10
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d. No qualification of the data is necessary on the DMC RRF and %RSD data alone.
Use professional judgment and follow the guidelines in Action 2 to evaluate the DMC
RRF and %RSD data in conjunction with the DMC recoveries to determine the need
for qualification of data.

2. At the reviewer's discretion, and based on the project-specific Data Quality Objectives

(DQOs), a more in-depth review may be considered using the following guidelines:

a. If any volatile target compound has a %RSD greater than the maximum criterion in
the Table, and if eliminating either the high or the low-point of the curve does not
restore the %RSD to less than or egual to the required maximum:

i Qualify detects for that compound(s) as estimated (J).

ii. Qualify non-detected volatile target compounds using professional
judgment.
b. If the high-point of the curve is outside of the finearity criteria {e.g., due fo
saturation);

i. Qualify detects outside of the linear portion of the curve as estimated (J).

i No qualifiers are required for detects in the linear portion of the curve.

. No qualifiers are required for volatile target compounds that were not
detected.

C. if the low-point of the curve is outside of the linearity critena:

i, Qualify low-level detects in the area of non-linearity as estimated (J).

i No qualifiers are required for detects in the linear portion of the curve.

i, For non-detected volatile compounds, use the lowest point of the linear
portion of the curve to determine the new quantitation limit.

Note: If the laboratory has failed to provide adequate calibration information, inform the
Region's designated representative to contact the laboratory and request the
necessary information. if the information is not available, the reviewer must use
professional judgment to assess the data.

State in the Data Review Narrative, if possible, the potential effects on the data due
to calibration criteria exceedance.

Note, for the Laboratory COR action, if calibration criteria are grossly exceeded.

Table. Initial Calibration Aclions for Low/Medium Volatile Analysis — Summary

Criterin Actioh

Detect Non-etect
Innal Calbsbw ariea ot pes foned an Use professional Use protesstenal
specitied frequenay and ssquence andanenr dginent

R P

Tnal Cabibranon not pertonmed ot the 1 7
wpecitied concennanons ) o
PRF Mmoo BRF a Tablz 1o Use protessional
targes amalye Judzuent R

J=or R
ﬂf;il n;\li'll"'_l':u"m s SRR S No qualificatson No quahfication
SeRSD - Aavionun YeBSD m Table i Use profzesional
Tor taLger npalvie nulginenr
SPSD _ Maxunun YeRSD an Tallz No qualificanon Noquabkificancn
1oL lalger aualite

11
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All critena were met _ X
Cnleria were nol mel
and/or see below

Continuing Calibration Verification (CCV)

NOTE:

Action:

Verify that the CCV was run at the required frequency (an opening and closing CCV must be
run within 12-hour period) and the CCV was compared to the correct initial calibration. If the
mid-point standard from the initial calibration is used as an opening CCV, verify that the
result (RRF) of the mid-point standard was compared fo the average RRF from the correct
initial calibration.

The closing CCV used to bracket the end of a 12-hour analytical sequence may be used as
the opening CCV for the new 12-hour analytical sequence, provided that all the technical
acceptance criteria are met for an opening CCV (see criteria show before in the Table) . If
the closing CCV does not meet the technical acceptance criteria for an opening CCV, then a
BFB tune followed by an opening CCV is required and the next 12-hour time period begins
with the BFB tune.

All DMCs must meet RRF criteria. No qualification of the data is necessary on the DMCs
RRF and %RSDF%D data alone. However, use professional judgment to evaluate the DMC
and %RSD/%D data in conjunction with the DMC recoveries fo determine the need of
qualification the data.

If a CCV {opening and closing) was not run at the appropriate frequency, qualify data using
professional judgment.

Qualify all volatile target compounds in Table shown before using the following criteria:

a. For an opening CCV, if any volatile target compound has an RRF value less than the
minimum criterion, use professional judgment for detects, based on mass spectral
idenfification, to qualify the data as estimated (J) and qualify non-detected
compounds as unusable (R).

b. For a closing CCV, if any volatile target compound has an RRF value less than the
criteria, use professional judgment for detects based on mass spectral identification
to qualify the data as estimated (J), and qualify non-detected compounds as
unusable (R).

C. For an opening CCV, if the Percent Difference value for any of the volatile target
compounds is outside the limits in calibration criteria Table shown before, qualify
detects as estimated (J) and non-detected compounds as estimated (UJ).

d. For a closing CCV, if the Percent Difference value for any volatile target compound
is outside the limits in calibration criteria table, qualify detects as estimated (J) and
non-detected compounds as estimated (UJ).

e. If the volatile target compounds meet the acceptable criteria for RRF and the
Percent Difference, no quafification of the data is necessary.

12
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f. No qualification of the data is necessary on the DMC RRF and the Percent
Difference data alone. Use professional judgment to evaluate the DMC RRF and
Percent Difference data in conjunction with the DMC recoveries to determine the
need for qualification of data.

Notes: If the laboratory has failed to provide adequate calibration information, inform the
Region's designated representative to contact the laboratory and request the
necessary information. If the information is not available, the reviewer must use
professional judgment to assess the data.

State in the Data Review Narrative, if possible, the potential effects on the data due
to calibration criteria exceedance.

Note, for Contract Laboratory COR action, if calibration criteria are grossly
exceeded.

Table. Continuing Calibration Actions for Low/Medium Volatile Analysis — Summary

€ riteria for Qpening | € viteria for Avtion

ey Closing € €V Datent Non-detedt

UYLt el [ CUN perpan gied vt sl RESUS T TN SIS TEN

Wie ere B gt (NERRE ited 2tz 1l
Lo 55 H

v L peaed [ CE VY ot azned o issgeal bt pbeest e

SESpUiTive S speaiing g 1048500000

ool sl i 2Ul it

BEE O N EHEL Mo ol atal

FFEanTalde 200 ERE e td iz

Ladel ti e Lidaed sont iz Vo It

FRI Mot BRI M N oapinahiiiea o Noogpealitieatiow

REL o cabfe 25 R, ol

LaE st Lyael Wtz

ATtz kst otz e ! =

LTS W TTRRY B THH P Claange Mo

P Bt o Talie 20 v e o Thalle

fortu2et Ayt R e TR

oI st nol o1y wothon ol Nl Nt

i s R ka2l

Alvsioens D) It | Shiesmmnng L0

el 2t e e~ Dible 1a

IR IR Y Taaet Al e

13



DATA REVIEW WORKSHEETS

Allcritenawere mel __ X__
Crilena were not met
andlor see below

BLANK ANALYSIS RESULTS (Sections 1 & 2)

The assessment of the blank analysis results is to determine the existence and magnitude of
contamination problems. The criteria for evaluation of blanks apply only to blanks associated with the
samples, including trip, equipment, and laboratory blanks. If problems with any blanks exist, all data
associated with the case must be carefully evaluated to determine whether or not there is an inherent
variability in the data for the case, or if the problem is an isolated occurrence not affecting other data.

List the contamination in the blanks below. High and low levels blanks must be treated separately.

The concentration of a target analyte in any blank must not exceed its Contract Required
Quantitation Limit (CRQL} (2x CRQLs for Methylene chloride, Acetone, and 2-Butanone). TIC
concenfration in any blanks must be < 5.0 pg/L for water {0.0050 mg/L for TCLP leachate) and < 5.0
Hg/kg for soil matrices.

Laboratory blanks

The method blank, like any other sample in the SDG, must meet the technical acceptance criteria for
sample analysis.

DATE LABID LEVEL/ COMPOUND CONCENTRATION
ANALYZED MATRIX UNITS

_No_target_analyte_detected_in_method_blanks._

Field/Equipment/Trip blank

If field or trip blanks are present, the data reviewer should evaluate this data in a similar fashion as
the method blanks.

DATE LABID LEVEL/ COMPOUND CONCENTRATION
ANALYZED MATRIX UNITS

_No_target_analytes_detected_in_the_frip_blank._No_field/equipment_blanks_analyzed_with_this___
_data_package.
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Allcnfenawere met _X____
Critena were not met
andior see below _____

BLANK ANALYSIS RESULTS (Section 3)

Blank Actions

Note:

Al fields blank results associated with a particular group of samples (may exceed
one per case) must be used to qualify data. Trip blanks are used to qualify only
those samples with which they were shipped. Blanks may not be qualified because
of contamination in another blank. Field blanks and frip blanks must be qualified for
system monitoring compounds, instrument performance criteria, and spectral or
calibration QC problems.

Samples taken from a drinking water tap do not have associated field blanks.

When applied as described in the Table below, the contaminant concentration in the
blank is muitiplied by the sample dilution factor.

Table. Blank and TCLP/SPLP LEB Actions for Low/Medium Volatile Analysis

Blank Tyvpe Blank Result Samiple Result Action for Samples
Detects Not detectad No qualificanon requned
- e CRQL* Report CRQL value witha U
S = CRQL™ No gualificanion requn ad
AMethod. CRQL" Report CROL value witha U
Srorage. Field. ZCRQL" and = Report blank value for sample
Tuip. CRQL * blank concennaiion | concennanon with a U
LSRR 0s (SIS BRY No qualification tequirad
LEB. blank concenmanon | 5 AHHHEE e
Insnument™* - CROL* < CRQL” Repott CROL value with a U
CRQL* No qualificanon reguned
Gryoss Detects Report blank value for saple
S 2fets ) -
CONTANUNATION concentanon with a U

* 2x the CRQL for methylene chloride, 2-butanone and acetone.

** Qualifications based on instrument blank results affect only the sample analyzed
immediately after the sample that has target compounds that exceed the calibration
range or non-target compounds that exceed 100 pg/L.

Action Levels (ALs) should be based upon the highest concentration of contaminant determined in
any blank. Do not qualify any blank with another blank. The ALs for samples which have been diluted
should be corrected for the sample dilution factor andfor % moisture, where applicable. No positive
sample results should be reported unless the concentration of the compound in the samples exceeds

the ALs:
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Notes:

High and low level blanks must be freated separately
Compounds qualified “U” for blank contamination are sfill considered “hits® when qualifying for

calibration criteria.

CONTAMINATION
SOURCE/LEVEL

COMPOUND

CONCAUNITS

AL/UNITS

SQL

AFFECTED
SAMPLES
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All enlena were met __ X
Critena were not met
andfor see below

DEUTERATED MONITORING COMPOUNDS (DMCs)

Laboratory performance of individual samples is established by evaluation of surrogate spike (DMCs)
recoveries. All samples are spiked with surrogate compounds prior to sample analysis. The accuracy
of the analysis is measured by the surrogate percent recovery. Since the effects of the sample matrix
are frequently outside the confrol of the laboratory and may present relatively unique problems, the
validation of data is frequently subjective and demands analytical experience and professional
judgment.

Table. Volatile Deuterated Monitoring Compounds (DMCs) and Recovery Limits

DNIC %R for Water Sample | %R for Soil Sample
Vvl chloride-d3 60-133 30-150
Chloroethane-d3 “0-130 30-150
1. l-Dichloroethene-d2 O60-125 43110
2-Butanone-d3 40-130 20-133
Chloreform-d T0-125 40-130
1.2-Dichloroethane-d4 TD-125 “0-130
Benzene-da “0-125 20-133
1. 2-Dichloropropane-dé | 70-120 “0-120
Toluens-ds S0-120 30-130
Trans-1.3- 60-123 3)-135
Dicliloropropene-dd

2-Hexanone-ds 45-130 20-135
[.1.2.2- 65-120 45-120
Tetrachloroethane-d2

1.2-Dachlorobenzene-dd | 80-120 T3-120

NOTE: The recovery limits for any of the compounds listed in the above Table may be
expanded at any time during the period of performance if the United States
Environmental Protection Agency (EPA) determines that the limits are too restrictive.

Action:

Are recoveries for DMCs in volatile samples and blanks must be within the limits specified in the
Table above. Yes? or No?

NOTE: The recovery limits for any of the compounds listed in the Table above may be

expanded at any time during the period of performance if USEPA detesmines that
the limits are too restrictive.
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List the DMCs that may fail to meet the recovery limits

Sample ID Date DMCs % Recovery Action

Note: DMCs recoveries within the required limits and within the guidance document performance
criteria (80 — 120. Other non-deuterated sumogates added to the samples within laboratory control

limits.

Note:

Action:

1.

Table.

Any sample which has more than 3 DMCs outside the limits must be reanalyzed.

For any recovery greater than the upper acceptance limit

a Qualify detected associated volatile target compounds as estimated high (J+).

b. Do not qualify non-detected associated volatile target compounds.

For any recovery greater than or equal to 10%, and less than the lower acceptance limit:

a. Qualify detected associated volatile target compounds as estimated low (J-).

b. Qualify non-detected associated volatile target compounds as estimated (UJ).

For any recovery less than 10%:

a. Qualify detected associated volatile target compounds as estimated low (J-).

b. Qualify non-detected associated volatile target compounds as unusable (R).

For any recovery within acceptance limits, no qualification of the data is necessary.

in the special case of a blank analysis having DMCs out of specification, the reviewer must
give special consideration to the validity of associated sample data. The basic concern is
whether the blank problems represent an isolated problem with the blank alone, or whether
there is a fundamental problem with the analytical process. For example, if one or more
samples in the batch show acceptable DMC recoveries, the reviewer may choose to
consider the blank problem to be an isolated occurrence. However, even if this judgment
allows some use of the affected data, note analytical problems for Contract Laboratory COR
action.

if more than three DMCs are outside of the recovery limits for Low/Medium volatiles analysis
and the sample was not reanalyzed, note under Contract Problems/Non-Compliance.

Deuterated Monitoring Compound (DMC) Recovery Actions for Low/Medium Volafiles Analyses
- Summary

Action
Criterin Detect Associated Non-detected Associated
Compounds Componnds

%R 10%, I- R

10%6 _ 29R - Lower Acceptance Linur I- [

Lower Acceptance Lt _ ®uR _ Upper
Acceprance Liwir

No gqualificanen No qualificanon

SoR - Upper Accepiance Linnt I No qualificanon
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TABLE. VOLATILE DEUTERATED MONITORING COMPOUNDS (DMCs) AND THE ASSOCIATED

TARGET COMPOUNDS
Vinvl chloride-d: (DMC-1) Chloroethane-ds (DMC-2) | 1.1-Dichloroethene-d: (DMC-3)
Vinyl chlonde Dichlorodiflnorameathane rans-1.2-Dichloroethene
Chleromethane c1s-1_2-Dichioroethens
Bromomethane 1. 1-Dichloroethens
Chloscethane
Carben disulfide
2-Butanone-d= (DMC-4) Chloreform-d {DN(C-5) 1.2-Dichloraethane-ds (DMC-6)
Acerone L. 1-Dichlorcethane Trchlorefluoromethane
2-Butanone Bromochlomomathiane 1.} 2-Tnehloro-1.2 2-miluorcethane
Chlorotorm Methvl acetate
Dibromochloromethane Meathvlene chlonide
Bromofonm MethyT-terr-niryl ethes
L L 1-Tatchloroethiane
Caboen tetrachlonda
1.2-Dibremeethane
1.2-Dachlorvethans
Benzene-do (DMNC-7) 1.2-Dickloropropane-do» Toluene-ds (DMC-9)
{DMC-8)
Benzene Cvelobexane Tuchloroethene
Methvlevelohexane Toluene
|.2-Dichleropropane Tenachloroethene
Biromodichioronethane EilivIbenzene
a-Xylene
uLp-Nitene
Sivrene
Liopropvlbenzzne
trans-1.3-Dichloropropene-ds 2-Hexanone-d: (DMC-11) | 1.1.2.2-Tetrachloroethane-d:
{DAC-10) (DMC-12)
<=1 3-Dichlmomopene 4-Metln - 2-penranone L1.2.2.-Tenachloroethane
nans-1.3-Dichloropopene 2-Hexanone L. 2-Dnbrome-3-chloropropane
1.1.2-Trichloroethane
1.2-Dichlorobenzene-da
(DMC-13)
Chlorobenzape
L 3-Dichlorobenzens
LA-Dichlorobenzene
|.2-Dichlorobenzene
[.2.4-Trichlerobenzene
[.2.3-Triehlovobenzene
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Allcitenaweremel ___X___
Crilerta were not met
and/or see below

MATRIX SPIKEMATRIX SPIKE DUPLICATE (MSMSD)

This data is generated to determine long term precision and accuracy in the analytical method for
various matrices. This data alone cannot be used to evaluate the precision and accuracy of individual
samples. If any % R in the MS or MSD falls outside the designated range, the reviewer should
determine if there are matrix effects, i.e. LCS data are within the QC limits but MS/MSD data are
outside QC limit.

NOTES: Data for MS and MSDs will not be present unless requested by the Region.
Notify the Confract Laboratory COR if a field or trip blank was used for the
MS and MSD.

For a Matrix Spike that does not meet criteria, apply the action to only the field sample used to
prepare the Matrix Spike sample. If it is clearly stated in the data validation materials that the
samples were taken through incremental sampling or some other method guaranteeing the
homogeneity of the sample group, then the entire sample group may be qualified.

1. MSMSD Recoveries and Precision Criteria

The laboratory should use one MS and a duplicate analysis of an unspiked field sample if target
analytes are expected in the sample. If target analytes are not expected, MSMSD should be
analyzed.

List the %Rs, RPD of the compounds which do not meet the criteria.
Sample ID:_ FA36755-2MS/-2MSD___ Matrix/Level: Aqueous

Note: MS/MSD % recoveries and RPD within laboratory control limits.

Note:
* QC limits are faboratory in-house performance criteria, LL = lower limit, UL = upper
* :Ifn(])"b limits are not available, use limits of 70 — 130 %.

Actions:

1. No qualification of the data is necessary on MS and MSD data alone. However, using

professional judgment, the validator may use the MS and MSD results in conjunction with
other QC criteria and determine the need for some qualification of the data.
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QUALITY %R < LL %R > UL
Positive results J J
Nondetects results R Accept

MSMSD criteria apply only to the unspiked sample, its dilutions, and the associated MS/MSD
samples:
Iif the % R for the affected compounds were < LL {or 70 %), qualify positive results (J) and
nondetects (UJ).
If the % R for the affected compounds were > UL (or 130 %), only qualify positive results
().
If 25 % or more of all MSMSD %R were < LL (or 70 %) or if two or more MS/MSD %Rs
were < 10%, qualify alf positive resuits (J) and reject nondetects (R).

A separate worksheet should be used for each MSMSD pair.
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All critena were met _ X
Criteria were nol met
and/or see below

LABORATORY CONTROL SAMPLE {LCS) ANALYSIS
This data is generated to determine accuracy of the analytical method for various matrices.
1. LCS Recoveries Criteria
Where LCS spiked with the same analyte at the same concentrations as the MSMSD?
Yes or No. If no make note in data review memo.

List the %R of compounds which do not meet the criteria

LCSID COMPOUND %R QC LIMIT

_Recoveries_(blank_spike)_within_laboratory_control_limits.

Note:
* QC limits are 1aboratory in-house performance criteria, LL = lower limit, UL = upper
limit.
* If QC limits are not available, use limits of 70 — 130 %.
Actions:
QUALITY %R <LL %R > UL
Positive results J J
Nondetects results R Accept

All analytes in the associated sample results are qualified for the following criteria.

If 25 % of the LCS recoveries were < LL (or 70 %), qualify all positive results (j) and reject
nondetects (R).
If two or more LCS were below 10 %, qualify all positive results as (J) and reject
nondetects (R).

2. Frequency Criteria:
Where LCS analyzed at the required frequency and for each matrix? Yes or No.

If no, the data may be affected. Use professional judgment to determine the severity of the effect and
qualify data accordingly. Discuss any actions below and list the samples affected.
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All chlena were met
Criteria were not mel
andior see below ___N/A___

IX. FIELDALABORATORY DUPLICATE PRECISION
Sample IDs: - Matrix;.____ -

FieldAaboratory duplicates samples may be taken and analyzed as an indication of overall precision.
These analyses measure both field and lab precision; therefore, the results may have more variability
than laboratory duplicates which only laboratory performance. it is also expected that soil duplicate
results will have a greater variance than water matrices due to difficulties associated with collecting
identical field duplicate samples.

The project QAPP should be reviewed for project-specific information.
NOTE: In the absence of QAPP guidance for validating data from field duplicates, the
following action will be taken.

Identify which samples within the data package are field duplicates. Estimate the relative percent
difference (RPD) between the values for each compound. Use professional judgment to note large
RPDs (> 50%) in the narrative.

COMPOUND | SQL | SAMPLE DUPLICATE RPD | ACTION
CONC. CONC.

No fieldlaboratory duplicate analyzed with this data package. MSMSD % recoveries RPD used to
assess precision. PRD within required criteria, < 50 % for target analytes detected at concentration
> 5x the SQL.

Actions:

Qualify as estimated positive results (J) and nondetects {UJ) for the compound that exceeded the
above criteria. For organics, only the sample and duplicate will be qualified.

If an RPD cannot be calculated because one or both of the sample results is not detected, the
following actions are suggested based on professional judgment:

If one sample result is not detected and the other is greater than 5x the SQL qualify (J/UJ).

If one sample value is not detected and the other is greater than 5x the SQL and the SQLs for the
sample and duplicate are significantly different, use professional judgment to determine if
qualification is appropriate.

If one sample value is not detected and the other is less than 5x, use professional judgment to
determine if qualification is appropriate.

If both sample and duplicate results are not detected, no action is needed.
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X

All enleria were mel _ X__
Cnieria were not met
and/or see below

INTERNAL STANDARD PERFORMANCE

The assessment of the internal standard (IS) parameter is used fo assist the data reviewer in
determining the condition of the analytical instrumentation.

DATE

SAMPLE ID IS OUT IS AREA ACCEPTABLE ACTION
RANGE

Internal standard area counts within the required criteria for all samples.

Action:

If an internal standard area count for a sample or blank is greater than 200.0% of the area for

the associated standard (opening CCV or mid-point standard from initial calibration) (see

Table below):

a. Qualify detects for compounds quantitated using that internal standard as estimated
fow (J-).

b. Do not qualify non-detected associated compounds.

If an internal standard area count for a sample or blank is less than 20.0% of the area for the

associated standard {opening CCV or mid-point standard from initial calibration):

a Qualify detects for compounds quantitated using that intemnal standard as estimated
high (J+).

b. Qualify non-detected associated compounds as unusable (R).

If an internal standard area count for a sample or blank is greater than or equal to 20.0%,

and less than or equal to 200% of the area for the associated standard opening CCV or mid-

point standard from initiat calibration, no qualification of the data is necessary.

If an internal standard RT varies by more than 30.0 seconds: Examine the chromatographic

profile for that sample to determine if any false positives or negatives exist. For shifts of a

large magnitude, the reviewer may consider partial or total rejection of the data for that

sample fraction. Detects should not need to be qualified as unusable (R) if the mass spectral

criteria are met.

If an internal standard RT varies by less than or equal to 30.0 seconds, no gqualification of the

data is necessary.

Note: Inform the Contract Laboratory Program Project Officer (CLP PO} if the internal
standard performance criteria are grossly exceeded. Note in the Data Review
Narrative potential effects on the data resulting from unacceptable internal standard
performance.
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6. if required internal standard compounds are not added to a sample or blank, qualify detects
and non-detects as unusable (R).
7. if the required internal standard compound is not analyzed at the specified concentration in a

sample or blank, use professional judgment to qualify detects and non-detects.

Table. Internal Standard Actions for Low/Medium Volatiles Analyses - Summary

Action
. Detected Non-detected
Criteria
Associated Associated
Compounds™ | Compounds™
Arza counts  200% ot | 2-hour standmd (opemng CCV o1 No

s I- )
tnd-poun standard fiom minal calibranon) qualificanon

Area counts  20% of 1 2-howr standard topemng CCV o1 . R
und-pout standard from mmal ealibranon) )
Ar2a counts = $0% bur = 200 of 12-how standard (opening
CCV o mid-pomt standard trow unnal calibianon)

RT difference  30.0 seconds between samples and 1 2-howr

No quahtication

standard (opening CCV or nud-powmt standard from ninal R R
calibranon)

RT cifference = 30.0 seconds between samples and 12-how

standard (openng CCV or nud-pomt standard from nuial No quabficanon
cahibianon)

* For volatile compounds associated to each internal standard, see TABLE - VOLATILE TARGET ANALYTES,
DEUTERATED MONITORING COMPOUNDS WITH ASSOCIATED INTERNAL STANDARDS FOR QUANTITATION in
SOMO2.2, Exhibit D, available at: http:/Awww.epa.gov/superfund/programs/cip/download/som/som22d.pdf
** Detects should not need to be quafified as unusable (R} if the mass specfral criteria are met.
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All entena were met __X___
Crilena were not met
andfor see below

TARGET COMPOUND IDENTIFICATION
Criteria:

Is the Relative Retention Times (RRTs) of reported compounds within £0.06 RRT units of the
standard RRT [opening Continuing Calibration Verification (CCV) or mid-point standard from the
initial calibration]. Yes? or No?

List compounds not meeting the criteria described above:

Sample ID Compounds Actions

Mass spectra of the sample compound and a cumrent laboratory-generated standard {i.e., the mass
spectrum from the associated calibration standard (opening CCV or mid-point standard from initial
calibration)] must match according to the following criteria:
a All ions present in the standard mass spectrum at a relative intensity greater than
10% must be present in the sample spectrum.
b. The relative intensities of these ions must agree within £20% between the standard
and sample spectra (e.g., for an ion with an abundance of 50% in the standard
spectrum, the corresponding sample ion abundance must be between 30-70%).
c. lons present at greater than 10% in the sample mass spectrum, but not present in
the standard spectrum, must be evaluated by a reviewer experienced in mass
spectral interpretation.

List compounds not meeting the criteria described above:

Sample ID Compounds Actions
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Action:

1. The application of qualitative criteria for GC/MS analysis of target compounds requires
professional judgment. It is up to the reviewer's discretion to obtain additional information
from the laboratory. If it is determined that incorect identifications were made, qualify all
such data as unusable (R).

2 Use professional judgment to qualify the data if it is determined that cross-contamination has
occurred.

3. Note in the Data Review Narrative any changes made to the reported compounds or

concerns regarding target compound identifications. Note, for Confract Laboratory COR
action, the necessity for numerous or significant changes.

TENTATIVELY IDENTIFIED COMPOUNDS (TICS)

NOTE: Tentatively identified compounds should only be evaluated when requested by a
party from outside of the Hazardous Waste Support Section (HWSS).

List TICs

Sample ID Compound Sample ID Compound

Action:

1. Qualify all TIC results for which there is presumptive evidence of a match (e.g. greater than

or equal to 85% match) as tentatively identified (NJ), with approximated concentrations. TICs
labeled “unknown” are qualified as estimated {J).
2. General actions related to the review of TIC results are as follows:
a If it is determined that a tentative identificaion of a non-target compound is
unacceptable, change the tentative identification to “unknown® or another
appropriate identification, and qualify the result as estimated (J).

b. If all contractually-required peaks were not library searched and guantitated, the
Region’s designated representative may request these data from the laboratory.
3 In deciding whether a library search result for a TIC represents a reasonable identification,

use professionat judgment. If there is more than one possible match, report the result as
“either compound X or compound Y". If there is a lack of isomer spegificity, change the TIC
result to a nonspecific isomer result {(e.g., 1,3,5-timethyl benzene to trimethyl benzene
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isomer) or to a compound class (e.q., 2-methyl, 3-ethyl benzene to a substituted aromatic

compound).

4 The reviewer may elect to report all similar compounds as a total (e.g., all alkanes may be
summarized and reported as total hydrocarbons).

5. Target compounds from other fractions and suspected laboratory contaminants should be
marked as “non-reportable”.

6. Other Case factors may influence TIC judgments. If a sample TIC match is poor, but other
samples have a TIC with a valid library match, similar RRT, and the same ions, infer
identification information from the other sample TIC results.

7. Note in the Data Review Narrative any changes made to the reported data or any concerns
regarding TIC identifications.

8. Note, for Contract Laboratory COR action, failure to properly evaluate and report TICs
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Allcnlenaweremel __ X
Cniena were nol mel
andior see below

SAMPLE QUANTITATION AND REPORTED CONTRACT REQUIRED QUANTITATION LIMITS
(CRQLS)

Action:

1. if any discrepancies are found, the Region's designated representative may contact the laboratory
to obtain additional information that could resolve any differences. If a discrepancy remains
unresolved, the reviewer must use professional judgment to decide which value is the most accurate.
Under these circumstances, the reviewer may determine that qualification of data is warranted. Note
in the Data Review Narrative a description of the reasons for data quaiification and the qualification
that is applied to the data.

2. For non-aqueous samples, in the percent moisture is less than 70.0%, no qualification of the data
is necessary. If the percent moisture is greater than or equal to 70.0% and less than 90.0%, qualify
detects as estimated (J) and non-detects as approximated (UJ). If the percent moisture is greater
than or equal to 90.0%, qualify detects as estimated {J) and non-detects as unusable (R) (see Table
below).

3. Note, for Contract Laboratory COR action, numerous or significant failures to accurately quantify
the target compounds or to properly evaluate and adjust CRQLs.

4. Results between MDL and CRQL should be qualified as estimated “J".

5. Results < MDL should be reported at the CRQL and qualified “U". MDLs themselves are not
reported.

Table. Percent Moisture Actions for Low/Medium Volatiles Analysis for Non-Aqueous Samples

Criteria Action
Detected Associated Non-detected Associated
Compounds Compounds

% Moisture < 70.0 No qualification

70.0 < % Moisture < 90.0 J uJ

% Moisture > 90.0 J R

The sample quanfitaion evaluation is to verify laboratory quantitation results. In the space below,
please show a minimum of one sample calculation:

Sample ID
FA36755-1 MTBE RF =0.834
[1=(88819)(50)/(0.834)(1341680) = 3.97 ppb Ok
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All critenia were met __X
Criteria were nol mel

andlor see below
B. Percent Solids
List samples which have > 70 % solids
QUANTITATION LIMITS
A Dilution performed
SAMPLE ID DILUTION FACTOR | REASON FOR DILUTION

All cnteria were met _X___
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Cntena wese not met
andlor see below

OTHER ISSUES
A System Performance

List samples qualified based on the degradafion of system performance during simple analysis:

Sample ID Comments Actions

_No_degradation_of_system_performance_observed.

Action:

Use professional judgment to qualify the data if it is determined that system performance has
degraded during sample analyses. Inform the Contract Laboratory Program COR any action as a
result of degradation of system performance which significantly affected the data.

B. Overall Assessment of Data

List samples qualified based on other issues:

Sample ID Comments Actions

_No_additional_issues_observed_that_require_qualification_of_the_data._Results_are_valid_and__
_can_be_used_for_decission_purposes.

Action:

1. Use professional judgment to determine if there is any need to qualify data which were not
qualified based on the Quality Control (QC) criteria previously discussed.

2. Write a brief narrative to give the user an indication of the analytical limitations of the data. Inform
the Confract Laboratory COR the action, any inconsistency of the data with the Sample Delivery
Group {SDG) Narrative. if sufficient information on the intended use and required quality of the
data is available, the reviewer should include their assessment of the usability of the data within
the given context. This may be used as part of a formal Data Quaiity Assessment (DQA).
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